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1 Introduction

The cornerstone of scanning probe microscopy (SPM) was set in the year 1981 with
the invention of the scanning tunneling microscope (STM) [1] by Gerd Binnig and Hein-
rich Rohrer, who were awarded the 1986 Nobel Price in Physics. The STM for the first time
allowed measuring surface topographies in real space at the atomic scale [2]. Its application
range, however, is limited to surfaces providing at least a minimum electrical conductivity.
The invention of the STM was followed by the atomic force microscope (AFM) in 1986 [3],
which determines the force acting between a probe tip and the surface. Most often, this
is realised by measuring the displacement of a cantilever, to which the tip is attached, by
optical methods. Although most AFM systems are operated in ambient conditions, an ultra-
high vacuum (UHV) or a clean liquid environment is required for studies at the atomic level
making AFM operation more challenging. In non-contact atomic force microscopy (NC-
AFM), utilizing the frequency modulation (FM) technique [4], the cantilever is oscillated
at its resonance frequency close to the sample surface and forces acting between tip and
sample yield a slight shift of the resonance frequency. This frequency shift can be mea-
sured with high accuracy using a phase-locked loop (PLL) as FM demodulator. In 1995
atomically resolved images of the silicon(111) surface were presented for the first time by
Giessibl et al. [5] as well as by Kitamura et al. [6] using the NC-AFM technique. The great
advantage over the STM is that the NC-AFM allows for obtaining atomic resolution on
strongly ionic insulators [7, 8] as well as on insulating metal oxides [9]. Most impressively,
the development of this technique lead to the chemical identification of individual surface
atoms using high-precision force spectroscopy [10]. As the latest development, the combi-
nation of lateral scanning with force-distance spectroscopy is used to measure force fields
above the surface as three-dimensional force maps with atomic resolution [11–15]. Such
measurements are extremely elaborative, touching the border of both, technical possibilities
and physical limits.

Remaining issues to be solved for even more enhanced NC-AFM imaging and spectroscopy
are the limits given by noise on a small time scale as well as by thermal drift on a larger
time scale. Most dominant contributions to noise in FM-AFM are thermal noise from
the cantilever and instrumental noise generated in the detection system measuring the
cantilever oscillation [16, 17]. The impact of thermal noise in an NC-AFM measurement
is mainly governed by the ambient temperature and cantilever properties. Due to the
high quality factors (Q-factors) of cantilevers operated under UHV conditions, the thermal
noise contribution is typically small compared to the detection system noise in a large
bandwidth measurement. Important experimental parameters for characterising the total
noise in the frequency shift signal are the cantilever oscillation amplitude and the frequency

1



1 Introduction

response of the FM demodulator. Upon bringing the tip in close proximity to the sample,
additional noise sources appear due to a coupling of the PLL to the amplitude control
loop [18], while instabilities in the distance control loop further contribute to the overall
noise. To obtain an optimum signal-to-noise ratio, the cantilever properties as well as
the oscillation amplitude have to be considered [19]. Besides the frequency noise on a
short time scale, thermal drift of the cantilever eigenfrequency disturbs the accuracy of
frequency shift measurements [20, 21]. Thermal drift in the instrument yields distorted
images, especially at slow scan speeds. These distortions can either be removed offline
by a detailed analysis of the recorded images [22] or can be prevented by an online drift
correction using atom-tracking in combination with the feed-forward technique [15,23,24].

In this thesis, I investigate and develop strategies for determining various cantilever proper-
ties under different conditions. Furthermore, I explore the influence of these properties and
NC-AFM system settings on the noise in the cantilever displacement and frequency shift
signals from both, theoretical and experimental studies. The thesis consists of an introduc-
tory section in Chapter 2 and five journal articles presented in Chapters 3 to 7. Chapter 2
provides an overview of the NC-AFM principle, tip-sample interactions, the cantilever os-
cillation and its control by a PLL system. This introduction is followed by considerations
regarding the optimisation of imaging parameters and a description of the experimental
setups used within this work. Although the focus of this thesis is on the modelling and
measurement of frequency shift noise, the effect of thermal drift on NC-AFM images for
typical experimental conditions is illustrated by simulated data.

In Chapter 3, the Q-factors of cantilevers are investigated as a function of material prop-
erties and dimensions. The dependence of the Q-factor and the cantilever resonance fre-
quency on the surrounding medium is discussed in Chapter 4. An even more important
cantilever property is the stiffness, required for a quantitative analysis of force imaging and
spectroscopy results [14, 25, 26]. In Chapter 5, a methodology is presented to derive the
static stiffness from the knowledge of cantilever dimensions and material parameters. This
method suffers from the large uncertainty in the determination of the cantilever thickness,
however, including the eigenfrequency in the calculation can significantly reduce the uncer-
tainty provided the tip mass is known. Results for the stiffness determination are verified by
high-precision tip-destructive static measurements performed at the Physikalisch-Technische
Bundesanstalt (PTB, Braunschweig, Germany).

The dependence of the cantilever displacement and frequency shift noise on cantilever
properties and system parameters is discussed in Chapter 6. This includes the determination
of the detection system noise floor and an investigation of the PLL frequency response.
Finally, a method to determine cantilever properties and specifically modal stiffness from
the measurement of fluctuations of a thermally excited cantilever is discussed in Chapter 7.
Utilizing the relationship between the cantilever thermal excitation and the frequency shift
noise at the output of the PLL demodulator, a simple method for the stiffness determination
is presented. This bypasses the difficult procedures of high-resolution spectral analysis of
the cantilever resonances required for displacement noise measurements.
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2 Fundamentals

2.1 NC-AFM principle

A typical NC-AFM setup is schematically depicted in Fig. 2.1. The centrepiece of such
a system is an oscillating probe sensing tip-sample interactions. Typical NC-AFM probes
are cantilevers, tuning fork sensors [27] and needle sensors [28]. Depending on the sensor
type, the oscillation is detected via optical beam deflection (OBD), laser interferometry,
piezoelectricity or piezoresistance.

Figure 2.1: Schematic overview of NC-AFM operation in the frequency modulation mode.

NC-AFM measurements discussed here are performed with systems utilizing a silicon can-
tilever with a fundamental mode eigenfrequency f0 and the OBD technique. The cantilever
oscillation is controlled by a PLL system as described in Section 2.4. The sinusoidal voltage
signal Vexc is applied to a piezo to excite the cantilever at its resonance frequency f . The
cantilever oscillation is detected by a laser beam reflected from the back of the cantilever
onto a position sensitive device (PSD). By a transimpedance preamplifier, the current signal
from the PSD is converted into a voltage Vz being proportional to the displacement ∆z of
the cantilever. The sample movement relative to the tip position is typically realised by a
piezoceramic tube being driven by a scan controller. Depending on the NC-AFM system,
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2 Fundamentals

the sample may be fixed while the tip is moved or vice-versa. Tip-sample interactions yield a
shift of the resonance frequency ∆f = f −f0, which is detected by the PLL. During exper-
iments, an appropriate bias voltage Vbias is applied between tip and sample to compensate
for long-range electrostatic interactions.

For NC-AFM imaging, there are mainly two modes of operation: In the constant height
mode, the frequency shift ∆f is measured as a function of the lateral position of the tip
scanning over the surface at a constant distance. The contrast in the frequency shift signal
is based on position-dependent differences in the force between tip and sample.

In the constant frequency-shift mode, a distance control loop is employed, regulating the
tip-sample distance to a value where a given set point ∆fset for the frequency shift is
reached. In the idealised case, there would be no contrast in the ∆f signal but the full
height information in the topography signal.

Practically, measurements are performed somewhere in between the definitions of these two
modes. A true constant frequency-shift mode is hardly possible as the distance control loop
is typically too slow to immediately follow any fast change of the frequency shift. Therefore,
some contrast will remain in the frequency shift image.

Measurements in the true constant height mode require the tilt of the sample to be com-
pensated. Additionally true constant height imaging is extremely sensitive to thermal drift
in z-direction, therefore, a drift compensation system is recommended. To circumvent these
problems, the quasi constant-height mode can be used where the distance control loop is
set so slow that it does not follow the local surface corrugation, but compensates sample
tilt and thermal drift yielding a contrast in the frequency shift signal similar to true constant
height measurements [29].

Apart from 2D imaging, 1D spectroscopy curves obtained by keeping the tip at a laterally
fix position yield valuable information for one point on the surface:

In ∆f(Vbias) spectroscopy, the frequency shift ∆f is recorded as a function of the bias
voltage Vbias, which is swept over a chosen interval. A typical measurement is shown
in Fig. 2.2a. The ∆f(Vbias) curve allows to determine the tip-sample contact potential
difference VCPD. Setting Vbias to the value of VCPD yields long-range electrostatic tip-
sample interactions to be minimised.

In ∆f(z) spectroscopy, the frequency shift ∆f is recorded as a function of the tip-surface
distance z controlled by the piezo displacement zp. Figure 2.2b shows typical ∆f(z)
curves recorded with different bias voltages illustrating the effect of long-range electrostatic
interactions on the total tip-sample interaction. The black curve with Vbias = 1 V shows
the case of compensated VCPD. The absolute tip-sample distance z is usually unknown,
but may be obtained from suitable data analysis. The tip-sample force in units of Newton
can be recovered from ∆f(z) curves with appropriate algorithms [26, 30, 31].

A combination of ∆f(z) spectroscopy with lateral repositioning of the tip can be used
to determine three-dimensional force fields. Such measurements require a drift-free scan
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2.2 Force and frequency shift in NC-AFM

environment and are typically performed either at low temperature [25, 32] or utilizing a
drift-compensation technique for measurements at room temperature [14, 15].

Figure 2.2: (a) Frequency shift ∆f measured as a function of the tip-sample voltage Vbias.
The tip-sample contact potential difference is VCPD = −1.05 V. Dashed lines are markers for
the values of Vbias at which ∆f(z) curves shown in (b) are measured. (b) Frequency shift ∆f
measured as a function of the vertical piezo displacement zp for different settings of Vbias. The
dashed line indicates the position of the piezo where the ∆f(Vbias) curve from (a) is recorded.
The measurements have been performed using cantilever AG 3 (PtIr coating) on a CaF2(111)
surface.

2.2 Force and frequency shift in NC-AFM

The total force Ftot between tip and sample in a typical UHV NC-AFM experiment consists
mainly of the following contributions:

Ftot = FvdW + Fel + Fchem (2.1)

with long-range van-der-Waals forces FvdW [33], long-range electrostatic forces Fel and
the short-range chemical forces Fchem [10]. Other forces such as magnetic forces are not
relevant within this work.

Interactions between two permanent dipoles (Keesom forces), a permanent dipole and
an induced dipole (Debye forces) and two induced dipoles (London dispersion forces) are
subsumed to the van-der-Waals forces [33–35]. While Keesom and Debye forces require
permanent electrical dipoles and are relevant only in special cases, London dispersion forces
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2 Fundamentals

are omnipresent. At the macroscopic level, the London dispersion forces can be modelled
as that of a pyramidal tip of infinite height and a flat sample surface yielding

FvdW(z) = −AH
4 tan2(β/2)

6π

1

z
(2.2)

with β being the full tip angle and AH being the Hamaker constant, which depends on the
tip and sample materials and is typically of the order of 1 eV [33].

A potential difference V between tip and sample yields an electrostatic force

Fel(z) = −1

2
V 2dC(z)

dz
= −1

2
(VCPD − Vbias)

2dC(z)

dz
(2.3)

with dC/dz as the gradient of the capacitance between tip and sample surface [36]. The
contact potential difference can be caused by different work functions of tip and sample
or by localised charges on the sample surface typically remaining after in-situ cleavage of
insulators. The bias voltage Vbias is typically set to a value where the contact potential and,
therefore, the electrostatic force is minimized. For spatial resolution of localized charges or
work function differences, the Kelvin-probe technique (KPFM) can be employed [37].

At a tip-sample distance z in the order of interatomic spacings, the van-der-Waals force
between the macroscopic tip and the sample becomes negligible compared to the van-der-
Waals force between the topmost tip atom and the nearest sample atom. Additionally,
short-range repulsive forces between these two atoms occur due to the Pauli exclusion
principle. Such a situation is usually approximated by a Lennard-Jones potential

VLJ(z) = −Ebond

[
2
(z0
z

)6
−
(z0
z

)12]
(2.4)

with bond energy Ebond and equilibrium distance z0 [33, 38, 39]. VLJ(z) has an attractive
term ∝ z−6 modeling the atom-atom van-der-Waals interaction and a repulsive term ∝
z−12 [33]. Depending on the bond type, many different potentials have been described in
literature [40–42].

The tip-sample force FLJ(z) is obtained from a derivation of the tip-sample potential:

FLJ(z) = −∂Vts

∂z
= −12

Ebond

z0

[(z0
z

)7
−
(z0
z

)13]
. (2.5)

A further derivation yields the force gradient kLJ(z), which has the unit of a spring constant:

kLJ(z) = −∂Fts

∂z
= −Ebond

z20

[
84
(z0
z

)8
− 156

(z0
z

)14]
. (2.6)
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2.2 Force and frequency shift in NC-AFM

As an example potential, the Lennard-Jones potential is calculated for the interaction be-
tween two silicon atoms with Ebond = 2.315 eV and z0 = 0.235 nm [39]. This potential is
used as a generic curve representing general tip-surface interaction parameters Vts, Fts and
kts for the remaining parts of this chapter. The tip-sample potential as well as its first two
derivatives, force Fts and force gradient kts, are shown in Fig. 2.3. The minimum of the
potential is at Vts(z0) where the force Fts(z) changes from the repulsive regime for z < z0
to the attractive regime for z > z0.

Figure 2.3: Lennard-Jones model potential
Vts and its first two derivatives, force Fts
and force gradient kts, for the interaction
between two silicon atoms. The dashed line
indicates the transition between attractive
and repulsive tip-sample forces. The curves
for Fts and kts are scaled in vertical direc-
tion for better display (see legend for scaling
factors).

Depending on the tip and surface chemical nature additional forces, commonly referred to
as chemical forces, appear. Chemical forces consist of several short-range contributions
that may include covalent bonding and ionic bonding. They are most important for atomic
resolution force imaging and spectroscopy but not relevant in the context of this work.

2.2.1 Frequency shift from tip-sample interaction

Brought close to the sample, the cantilever can be described as a weakly disturbed harmonic
oscillator where its resonance frequency changes from the eigenfrequency f0 to f = f0+∆f
due to the force gradient kts between tip and sample. Assuming the force gradient to be
constant in z-direction during the full cantilever oscillation cycle, the frequency shift can
be calculated as [4]

∆f(z, f0, k) =
f0
2k

kts , (2.7)

which is valid for amplitudes A being small compared to the range of the tip-sample inter-
action force [39]. For larger amplitudes, the frequency shift is calculated as

∆f(z, f0, k, A) =
f0
2k

2

πA2

∫ A

−A

kts(z + A− q)
√

A2 − q2dq (2.8)
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2 Fundamentals

where the constant force gradient kts of Eq. (2.7) is replaced by a weighted average of
kts [31]. The distance z here denotes the position of the tip at the lower turning point of
the oscillation cycle. Equation (2.8) can also be written as a function of the tip-sample
force Fts

∆f(z, f0, k, A) = − f0
2k

2

πA2

∫ A

−A

Fts(z + A− q)q√
A2 − q2

dq . (2.9)

In Fig. 2.4, the frequency shift is calculated using Eqs. (2.7) and (2.8) for different oscillation
amplitudes A. A comparison of the magenta curve for A = 10 pm calculated using Eq. (2.8)
and the black curve calculated using Eq. (2.7) gives an impression of the amplitude range
where the small-amplitude approximation of Eq. (2.7) is valid. For larger amplitudes, the
magnitude of the frequency shift is strongly decreased. The zero crossing as well as the
minimum of the ∆f(z) curve is shifted towards smaller tip-sample distance z for larger
amplitudes. Therefore, it is for an arbitrary amplitude usually not possible to determine
from the sign of ∆f whether the lower turning point of the cantilever oscillation is in the
attractive or the repulsive force regime [43].

Figure 2.4: Calculated frequency shift ∆f
versus tip-sample distance z for different
cantilever oscillation amplitudes A using
Eq. (2.8) and typical cantilever properties
f0 = 300 kHz and k = 40 N/m. The black
curve is calculated using Eq. (2.7), which is
valid for amplitudes being small compared to
the range of the tip-sample interaction force.
Some curves are scaled in vertical direction
for better display (see legend for scaling fac-
tors).

2.2.2 Normalised frequency shift

The measured frequency shift ∆f(z, f0, k, A) depends not only on the potential acting be-
tween tip and sample, but also on several experimental parameters and cantilever properties.
This complicates the comparison of data obtained under different experimental conditions.
To circumvent this problem, Giessibl introduced the normalised frequency shift γ [39] as:

γ(z, A) =
kA3/2

f0
∆f(z, f0, k, A) . (2.10)

8



2.2 Force and frequency shift in NC-AFM

Using this normalised frequency shift, Eq. (2.8) can be simplified to an expression without
f0 and k:

γ(z, A) =
1

π
√
A

∫ A

−A

kts(z + A− q)
√

A2 − q2dq . (2.11)

In Fig. 2.5, the normalised frequency shift is shown in dependence on the tip-sample distance
for different oscillation amplitudes. This illustrates that the normalisation works well for
amplitudes larger than the interaction length yielding coincident curves, while it fails for
amplitudes being smaller than the interaction length of the tip-sample potential.

Figure 2.5: Calculated normalised fre-
quency shift γ versus tip-sample distance z
for different cantilever oscillation amplitudes
A using Eq. (2.11) and a Lennard-Jones po-
tential for Si-Si.

2.2.3 Force from frequency shift

There are mainly two approaches, to recover the force Fts from a measured ∆f(z) curve:

1. A model potential for the tip-sample interaction is assumed for the oscillation model
of Eq. (2.8) and fitted to the experimental data of the frequency shift [44].

2. A force deconvolution algorithm is applied allowing to extract force information from
the ∆f(z) curve without any knowledge of the nature of the force contributions. Two
variants of the deconvolution approach have been implemented and are now widely
used, namely the matrix method based on an inversion of Eq. (2.9) developed by
Giessibl [31] and the analytical force-deconvolution method developed by Sader and
Jarvis [30].

For applying the Sader-Jarvis algorithm, the following expression to recover the force Fts(z)
from the frequency shift ∆f(z) is used:

Fts(z) =
2k

f0

∫ ∞

z

[(
1 +

√
A

8
√

π(t− z)

)
∆f(t)− A3/2√

2(t− z)

d∆f(t)

dt

]
dt . (2.12)
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2 Fundamentals

For the following model calculations, a numerical implementation of Eq. (2.12) given in
the supplemental material of [26] will be used. This implementation includes correction
terms [45] to circumvent the divergence of the integrand in Eq. (2.12) for t = z.

For applying the matrix method, Eq. (2.9) is expressed as a matrix equation for discrete
values [26]:

∆fi =
N∑
j=1

WijFts,j . (2.13)

After determination of all matrix elements Wij, the inverse matrix M = W−1 can be used
to calculate the force for a given frequency shift curve

Fts,j =
N∑
i=1

Mji∆fi . (2.14)

In contrast to the Sader-Jarvis algorithm, the matrix method requires data points ∆fi =
∆f(zi) with equidistant spacing along the z-axis [26].

2.2.3.1 Force deconvolution from model data

To compare both methods regarding their operation range and reliability, simulations with
artificial ∆f(z) curves are performed as schematically depicted in Fig. 2.6. The reference
for all following calculations is the tip-sample force Fts(z) calculated for a Lennard-Jones
potential as shown in Fig. 2.3.

In Fig. 2.7a, the force Fts (dash-dotted) calculated from a Lennard-Jones potential is com-
pared to the force F∆f

S (solid lines) extracted from the frequency shift ∆f(z) using the
Sader-Jarvis algorithm for different cantilever oscillation amplitudes A. The same calcula-
tion performed using the matrix method is shown in Fig. 2.8a. In principle, all deconvoluted
curves agree well with the tip-sample force derived from the Lennard-Jones potential. Only
for the Sader-Jarvis algorithm, an overestimation of the force for an amplitude of A = 10 pm
as well as an underestimate for A = 100 pm occurs.

To illustrate the difference between Fts and the deconvoluted force, the residuals

∆F∆f
S/M = F∆f

S/M − Fts (2.15)

are plotted for different amplitudes in Fig. 2.7b and Fig. 2.8b for the Sader-Jarvis algorithm
and the matrix method, respectively. To quantify these deviations, the shift ∆Fmin of the
minimum force

∆Fmin = min(F∆f
ts )− min(Fts) (2.16)
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2.2 Force and frequency shift in NC-AFM

Figure 2.6: Scheme for performing model calculations for the deconvolution of (noisy) ∆f(z)
data. The ∆f(z) curves are calculated using Eq. (2.8) from the force gradient kts(z) of the
model Lennard-Jones potential for different cantilever oscillation amplitudes. The forces F∆f

S (z)

and F∆f
M (z) are extracted from the ∆f(z) curves using the Sader-Jarvis algorithm and the matrix

method with results compiled in Figs. 2.7 and 2.8, respectively. For a quantification of accuracy,
results F∆f

S (z) and F∆f
M (z) are compared to the previously calculated Fts(z). To study the effect

of noise on the deconvolution methods, the ∆f(z) curves are superimposed with random numbers
corresponding to a frequency shift noise with an RMS value of δf = 10 Hz. The latter results
are compiled in Fig. 2.11.

Figure 2.7: (a) Tip-sample force Fts calculated from the Lennard-Jones potential (dash-dotted
curve) compared to the force F∆f

S deconvoluted from ∆f(z) using the Sader-Jarvis algorithm
for different cantilever oscillation amplitudes A (solid coloured curves, compare to Fig. 2.4).
(b) Residuals ∆F∆f

S from force deconvolution using the Sader-Jarvis algorithm. The dashed line
represents the transition between attractive and repulsive tip-sample forces Fts.
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2 Fundamentals

Figure 2.8: (a) Tip-sample force Fts calculated from the Lennard-Jones potential (dash-dotted
curve) compared to the force F∆f

M deconvoluted from the frequency shift ∆f using the ma-
trix method for different cantilever oscillation amplitudes A (solid coloured curves, compare to
Fig. 2.4). (b) Residuals ∆F∆f

M from force deconvolution using the matrix method. The dashed
line represents the transition between attractive and repulsive tip-sample forces Fts.

Figure 2.9: Deviation ∆Fmin of the minimum of the deconvoluted force curve in dependence on
the cantilever oscillation amplitude.
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2.2 Force and frequency shift in NC-AFM

is determined as a function of the amplitude A (see Fig. 2.9).

The maximum of ∆Fmin at A = 21 pm and the minimum of ∆Fmin at A = 120 pm by
using the Sader-Jarvis algorithm as well as the fluctuations for small amplitudes by using
the matrix method are discussed by Welker et al. in [26]. As these amplitudes are below the
working range of the cantilevers used in this thesis, the focus is set on larger amplitudes. For
silicon cantilever based AFM systems as used in this work, typical amplitudes are between
0.5 nm and 50 nm depending on the cantilever type as discussed in the following section.
Therefore, the relative error in Fmin does not exceed 0.6% at the local maximum around
A = 1 nm for the Sader-Jarvis algorithm. With less than 0.1%, this error is even lower for
the matrix method as well as for the Sader-Jarvis algorithm for larger amplitudes. For all
these calculations, the z-axis was divided into sections of 1 pm length. The shift ∆zmin of
the position of the force minimum does not exceed ±1 pm for both deconvolution methods
at all amplitudes investigated here, yielding a relative error smaller than 0.4%. The shift
of the zero crossing of F∆f

ts compared to Fts is not shown here but akin to the shift of the
force minimum. All deconvolution calculations are performed with simulated ∆f(z) curves
covering a z range, which is at least three times larger than the oscillation amplitude, e.g. up
to z = 300 nm for A = 100 nm. The matrix method can be performed with an acceptable
speed as long as the matrix fits in the working memory of the computer. Therefore, these
calculation were performed up to a matrix size of 43× 43 nm with 1 pm resolution, which
requires 13.8 GB of working memory for double precision numbers, allowing to calculate
the deconvolution up to amplitudes of A = 14 nm.

To quantify the quality of the force deconvolution, the coefficient of determination (CoD)
is calculated

R2 = 1−
∑N

i=1(F
∆f
S/M,i − Fts,i)

2∑N
i=1(F

∆f
S/M,i − FS/M)2

(2.17)

where a value of R2 = 1 corresponds to a perfect fit [46]. The CoD is calculated in
dependence on the amplitude for both the Sader-Jarvis algorithm and the matrix method.
Results are shown in Fig. 2.10. In conclusion, both methods can principally be used for the
deconvolution of data obtained with oscillation amplitudes down to 100 pm. The matrix
method yields highly accurate results over the entire range of amplitudes down to 100 pm
while the Sader-Jarvis algorithm yields somewhat less precise results in the range of 100 pm
to 1 nm. For amplitudes below 10 pm, a simple analysis according to Eq. (2.7) can be
expected to yield precise results. Hence, it is the amplitude region of 10 to 100 pm that
requires further attention for the development of precise deconvolution procedures. The
Sader-Jarvis algorithm yields a slightly better CoD and is easy applied to large datasets
where the matrix method is limited by the size of the working memory. Another advantage
of the Sader-Jarvis algorithm is the fact that it does not require equidistant data points
like the matrix method. Therefore, high-precision measurements can be performed close to
the sample while the long-range components of the frequency shift are recorded with less
point resolution.
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2 Fundamentals

Figure 2.10: Coefficient of determination R2 in dependence on the oscillation amplitude. The
CoD was calculated for F∆f up to z = 5 nm for all simulated amplitudes. The curves show that
the deconvolution quality is excellent with R2 > 0.999 except for the already mentioned problems
at amplitudes smaller than 0.25 nm.

2.2.3.2 Force deconvolution from experimental data

In the previous section, the force deconvolution quality was investigated for a perfect model
environment without any external disturbances. As real NC-AFM measurements are always
overlaid by noise depending on several environmental, instrumental and cantilever param-
eters (see Chapter 6), the following simulation incorporates a typical frequency shift noise
level. For this simulation, a ∆f(z) curve calculated for an amplitude A = 1 nm is overlaid
with random numbers normalised to an RMS noise amplitude δf = 10 Hz. This value is
reasonable if the AFM tip in close proximity to the sample. The deconvolution is performed
using both methods on segments of the ∆f(z) curve for different ranges of the z-axis span-
ning a range from 0.23 nm to zmax. During the calculation, zmax is varied between 5 nm and
43 nm. As illustrated in Fig. 2.11a, the noise levels found in the force curves extracted from
the short ∆f(z) segment (zmax = 5 nm) are nearly identical for the Sader-Jarvis algorithm
and the matrix method. In contrast, Fig. 2.11b shows a strong increase of noise for the
force F∆f

M extracted from a larger segment by the matrix method (zmax = 43 nm), while
the noise level of F∆f

S extracted by the Sader-Jarvis algorithm appears to be unaffected by
the length of the ∆f(z) curve segment. To quantify this, the CoD for this simulation is
shown in dependence on zmax in Fig. 2.12, where the value for the Sader-Jarvis algorithm
remains nearly constant at R2 = 0.96. This value is very good, but but not as perfect
as for the undisturbed curves in the previous section. On the other hand, the R2 for the
matrix method strongly decreases as a function of zmax.

Finally, a typical experimental ∆f versus distance curve is shown in Fig. 2.13a. It has
been measured on system C described in Section 2.6.3, using a silicon cantilever with
f0 = 363484.6 Hz and k = 66 N/m on a CaF2(111) surface. The extracted tip-sample
force F∆f

S shown in Fig. 2.13b is calculated using the Sader-Jarvis algorithm. The z-
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2.2 Force and frequency shift in NC-AFM

Figure 2.11: Simulation: Tip-sample force Fts calculated from the Lennard-Jones potential (dash-
dotted curve) compared to the force F∆f

S (red curve) as well as F∆f
M (blue curve) extracted from

the noisy ∆f(z) curve using the Sader-Jarvis algorithm and the matrix method, respectively.
(a) Force deconvolution on a ∆f(z) curve segment limited by zmax = 5 nm. (b) Force deconvo-
lution on a ∆f(z) curve segment limited by zmax = 43 nm.

Figure 2.12: Coefficient of determination for the force deconvolution using the Sader-Jarvis
algorithm as well as the matrix method on simulated noisy ∆f(z) curves as a function of zmax
as the upper boundary of the deconvolution segment on the ∆f(z) curve.
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axis includes an unknown offset regarding the true tip-sample distance as only the relative
position zp of the z-piezo is known; this does, however, not affect the deconvolution. This
result illustrates a strong reduction of the signal-to-noise ratio of a deconvoluted force curve
compared to the measured ∆f(z) curve. Therefore, lowest possible frequency shift noise
is required to extract accurate force curves from measured data.

Figure 2.13: Measured ∆f(z) curve and its deconvolution to a force. (a) Measured ∆f(z)
curve (cantilever f0 = 363484.6 Hz, k = 66 N/m and A = 5.2 nm) obtained on CaF2(111)
with compensated contact potential (Vbias = −4.9 V). zp is the relative piezo position and not
the absolute tip-sample distance z. (b) Force F∆f

S extracted from (a) using the Sader-Jarvis
algorithm.

In conclusion, both methods yield a high deconvolution quality for the parameters chosen
here using amplitudes larger than 0.5 nm and assuming a noise-free ∆f(z) curve. However,
the application of the matrix method is more limited by the size of datasets that can be
handled by the data processing equipment. This is unfavourable especially for situations
where large datasets are required, e.g. for large amplitude operation or investigations of
short-range and long-range interactions at the same time. These datasets usually require
high resolution in z. Considering noisy ∆f(z) curves, the deconvolution quality of the
matrix method dramatically decreases for large datasets while the Sader-Jarvis algorithm is
unaffected concerning this matter. Therefore, the Sader-Jarvis algorithm is preferable for
large amplitude cantilever operation and especially for the investigation of long-range and
short-range forces at the same time.
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2.3 NC-AFM cantilevers

2.3 NC-AFM cantilevers

Most cantilevers used as force sensors for NC-AFM are produced by using silicon microstruc-
ture fabrication technology allowing the parallel production of a large number of cantilevers
on a silicon wafer, all with well-defined mechanical properties. The entire force sensor is
etched out of a silicon wafer with the tip pointing in a [001] crystal direction [47]. The
sensor consists of the cantilever itself, an integrated tip at the free end and an attached han-
dling piece called support chip. Figure 2.14 shows two scanning electron microscopy (SEM)
micrographs of a typical cantilever. Although, the cantilevers usually have a trapezoidal
cross-section, a simple model of a clamped rectangular beam with respective coordinate sys-
tem as shown in Fig. 2.15 can be used for theoretical modelling with good accuracy [48].
High-resolution NC-AFM imaging requires cantilevers with sharp tips and suitable oscilla-
tion properties. These are eigenfrequency, stiffness and Q-factor, which will be introduced
in the following.

Figure 2.14: SEM micrographs of a can-
tilever and tip etched from mono-crystalline
silicon in side view (a) and bottom
view (b). The cantilever was manufac-
tured by Nanoworld (Neuchâtel, Switzer-
land). SEM micrographs obtained by Bernd
Walkenfort.

Figure 2.15: Schematic of a rectangular
cantilever clamped at x = 0.
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2 Fundamentals

2.3.1 Oscillation modes

The equation of motion of a beam as characterised in Fig. 2.15 is given by

ρΓ
d2u(x, τ)

d2τ
+ EI

d4u(x, τ)

d4x
= F̃ (2.18)

with u(x, τ) as the displacement of the cantilever from its equilibrium position as a function
of time τ , ρ and E as density and Young’s modulus of its material, Γ as its cross section, I
as its moment of inertia and F̃ as an external force per unit length [49]. For a rectangular
cantilever, cross-section and moment of inertia are given as

Γ = wt and I =
wt3

12
. (2.19)

For a cantilever fixed at one end and being free at the other end, the following boundary
conditions are applied [50]:

u(0, τ) = 0
du(0, τ)

dx
= 0

d2u(l, τ)

d2x
= 0

d3u(l, τ)

d3x
= 0 (2.20)

The fixation of inclination and amplitude of the cantilever at x = 0 is described by the
first two conditions. At the free end x = l, the torque M(x) ∝ d2u(x, τ)/dx2 of the
cantilever vanishes. The external force F = dM/dx ∝ d3u(x, τ)/dx3 is zero at the end of
the cantilever, which is described by the fourth condition and only valid for the idealised
case of a cantilever without an additional tip mass.

The solution for Eq. (2.18) is given by a sum over all vibration modes as:

u(x, τ) =
∞∑
n=0

An

2
sin(ωnτ + ϕn)Φn(x) (2.21)

where each summand consists of a time-dependent function and a function Φn(x), depend-
ing only on the position x along the cantilever [50]. The parameters An, ωn and ϕn are the
amplitude, the angular vibration frequency and the phase shift of the nth vibration mode,
respectively. The x-position dependent part is given by [50, 51]

Φn(x) = Φ(x, αn) = cos
(αn

l
x
)
− cosh

(αn

l
x
)

− cos(αn) + cosh(αn)

sin(αn) + sinh(αn)

[
sin
(αn

l
x
)
− sinh

(αn

l
x
)]

(2.22)
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2.3 NC-AFM cantilevers

where the wavelength of the nth vibration mode l/αn is related to the angular vibration
frequency by

α4
n =

Γρω2
nl

4

EI
. (2.23)

Using the boundary conditions from Eq. (2.20) for the cantilever with the free end without
an external force, the values for αn need to fulfill the equation [50]

cos(αn) + 1/ cosh(αn) = 0 . (2.24)

This yields

α0 = 1.8751 α1 = 4.6941

α2 = 7.8548 α3 = 10.9955 (2.25)
αn = (n+ 1/2)π for n ≥ 4 .

The shape of the first four oscillation modes of a cantilever without an additional tip mass
are shown in Fig. 2.16.

Figure 2.16: Shape of the first four vibra-
tion modes of a cantilever of length l = 1
with a free end without an additional tip
mass.

Using Eq. (2.23) and with the static stiffness of a cantilever given as

k =
3EI

l3
, (2.26)

the resonance frequencies fn of the oscillation modes can be calculated as

fn =
ωn

2π
=

α2
n

2πl2

√
EI

Γρ
=

1

2π

√
k

meff
(2.27)
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with

meff =
3lΓρ

α4
n

(2.28)

as the effective mass differing by a factor of 3/α4
n from the actual mass of the cantilever

beam mbeam = lΓρ [52]. For the lowest resonance frequency of a rectangular cantilever
beam without an additional tip mass, this simplifies to

f0 =
ω0

2π
= 0.162

t

l2

√
E

ρ
. (2.29)

If the cantilever is equipped with a tip having a non-negligible mass, the fourth boundary
condition of Eq. (2.20) changes to

d3u(l, τ)

d3x
=

mtip

EI

d2τu(l, τ)

d2τ
(2.30)

where mtip is assumed to be a point mass at the end of the cantilever beam [49]. The
equation of motion stays the same but instead of Eq. (2.24) the following equation has to
be used to determine the values αn [49]

cosαn + 1/ coshαn + µαn(tanhαn cosαn − sinαn) = 0 (2.31)

with the mass ratio

µ =
mtip

mbeam
=

mtip

lΓρ
. (2.32)

For a typical mass ratio µ = 0.1, the value of α0 is decreased to 1.7227 yielding for the
resonance frequency

f
mtip
0 = 0.136

t

l2

√
E

ρ
. (2.33)

This would rise an error of 20% if the tip mass is not considered to calculate the resonance
frequency of the cantilever from its dimensions. Using Eq. (2.27), the resonance frequencies
of the higher oscillation modes can be calculated as

fn =
f0α

2
n

α2
0

(2.34)
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mass ratio µ
frequency ratio 0 0.01 0.05 0.1 −0.1

f1/f0 6.27 6.27 6.35 6.52 6.98
f2/f0 17.55 17.57 17.94 18.71 19.41
f3/f0 34.39 34.45 35.43 37.30 36.23
f4/f0 56.84 56.97 58.93 62.45 57.27

Table 2.1: Ratios of the eigen-
frequency fn of higher harmon-
ics of a rectangular cantilever
beam with a tip to the eigen-
frequency f0 of its fundamental
mode for different mass ratios.

where the ratios between the higher harmonic eigenfrequencies fn to the fundamental
eigenfrequency f0 in dependence on the mass ratio µ are given in Table 2.1. Negative tip
masses can be used to model picket-shaped cantilevers with the formalism developed for
rectangular cantilevers [53].
The modal stiffness for the nth eigenmode of a rectangular cantilever without an additional
tip mass is given by

kn = k
α4
n

12
(2.35)

relating kn to the static stiffness k of the cantilever [54]. In case of a non-negligible tip
mass, the modal stiffness can be calculated as [51]

kn = k

∫ l

0
dx(Φ′′(x, αn))

2

3[Φ(l, αn)]2
(2.36)

where αn has to be determined for the respective mass ratio µ using Eq. (2.31).

mass ratio µ
stiffness ratio 0 0.01 0.05 0.1 −0.1

k0/k 1.03 1.03 1.02 1.01 1.09
k1/k 40.46 43.21 55.83 74.93 33.11
k2/k 317.2 360.0 578.4 949.66 498
k3/k 1218 1471 2890 5534 3581
k4/k 3328 4274 10040 21554 15839

Table 2.2: Ratios of can-
tilever modal stiffness kn to
the static stiffness k calcu-
lated for several eigenmodes of
a rectangular cantilever beam
with a tip for different mass ra-
tios.

In Chapter 5, several methods for the cantilever stiffness calculation are experimentally
investigated regarding the influence of tip mass and the shape of the cross-section on
the result. A method to determine the mass ratio µ from the ratio of first and second
resonance frequency based on [55] is presented and implemented as a MATLAB algorithm
available as supplemental material. To verify the obtained stiffness results, a cooperation
with the Physikalisch-Technische Bundesanstalt (PTB, Braunschweig, Germany) offered an
independent method for a high-precision measurement of the static cantilever stiffness. The
dynamic measurement of the modal stiffness kn utilising the thermally excited cantilever
oscillation is discussed in Chapter 7.
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2.3.2 Frequency response

The cantilever oscillating at its nth mode can be described as a damped harmonic oscillator
with a periodic driving force given as

Fexc(τ) = knAexc exp (iωτ) (2.37)

with Aexc as the drive amplitude and ω as drive frequency [56,57]. The equation of motion
can be written as

q̈(τ) + 2βnωnq̇(τ) + ω2
nq(τ) =

Fexc(τ)

meff
(2.38)

with the time dependent cantilever displacement q(τ) = q(l, τ), the eigenfrequency ωn and
the damping ratio βn. After a settling time, the oscillator will basically follow the driving
force Fexc(τ). Therefore, the ansatz

q(τ) = A exp (iωτ) (2.39)

is inserted into Eq. (2.38) yielding a conditional equation for the Amplitude A

A(ω2
n − ω2 + 2iβωωn) exp (iωτ) = Aexcω

2
n exp (iωτ) (2.40)

using ω2
n = kn/meff. The damping ratio βn can also be expressed in terms of the quality

factor

βn =
1

2Qn

(2.41)

where Qn is defined as

Qn = 2π
energy stored in the oscillating system

energy dissipated per cycle . (2.42)

The complex frequency response of the cantilever is given as

Hn(iω) =
A

Aexc
=

1

1− (ω/ωn)2 + iω/(Qnωn)
(2.43)

for the nth oscillation mode. It can be written as the real amplitude response

Gn(ω) = |H0(iω)| =
1√

(1− ω2/ω2
n)

2 + ω2/(ω2
nQ

2
n)

(2.44)
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with the phase angle ϕn between driving force and resulting displacement:

ϕn(ω) = arctan
(

−ω

Qnωn(1− (ω/ωn)2)

)
. (2.45)

A typical resonance curve representing Eq. (2.44) is shown in Fig. 2.17. If the cantilever is
operated in high or ultra-high vacuum, the Q-factor is governed by the intrinsic damping of
the cantilever as well as additional damping effects due to the fixation of the cantilever as
investigated in Chapter 3. Generally, the resonance curve is very narrow. If the cantilever is
not operated in vacuum, the Q-factor highly depends on the properties of the surrounding
medium, which is shown in Chapter 4.

Figure 2.17: Resonance curve of a can-
tilever oscillating at its fundamental oscil-
lation mode in vacuum. Quality factor Q0

and resonance frequency f0 are determined
by a fit of Eq. (2.44) to the measured data.

2.3.3 Thermally excited cantilever oscillation

Thermally excited fluctuations of a cantilever are of special interest with regard to the
ultimate noise limit in NC-AFM measurements as well as the determination of cantilever
properties. Based on an approach originally proposed to describe thermal noise in a re-
sistor [58], the power spectral density for the displacement Dz

th of a cantilever in thermal
equilibrium with a thermal bath at temperature T is derived. According to the equipar-
tition theorem [59], it is assumed that the mean potential energy of the one-dimensional
cantilever oscillator in contact to the thermal bath is equal to kBT/2

1

2
k
⟨
q2(t)

⟩
=

1

2
kBT (2.46)

with k being the static stiffness of the cantilever. The cantilever is assumed to be excited
by random thermal fluctuations in the thermal bath. Although, Eq. (2.46) suggests to
determine the stiffness k from a measurement of ⟨q2(t)⟩, this becomes difficult as ⟨q2(t)⟩ is
overlaid with noise from other sources. Therefore, a signal analysis in the frequency domain
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is required to isolate the contribution due to the thermally excited cantilever excitation [60].
According to the Wiener-Khinchin theorem [59], the cantilever mean-square displacement of
this random stationary process can be related to the power spectral density of the cantilever
displacement Dz

th via

⟨
q2(t)

⟩
=

1

2π

∫ ∞

0

Dz
th(ω)dω . (2.47)

The total mean square cantilever displacement can be decomposed into the sum of displace-
ments originating from its eigenmodes [50] and is related to constants of modal stiffness
kn for the nth eigenmode. Using Eq. (2.46) yields:

1

2
k
⟨
q2(t)

⟩
=

k

2

∞∑
n=0

⟨
q2n(t)

⟩
=

k

2

∞∑
n=0

kBT

kn

=
kBT

2

∞∑
n=0

k

kn
(2.48)

where qn is the displacement corresponding to the nth eigenmode. Equation (2.48) demon-
strates that the contribution of the nth eigenmode to the total energy of the thermally
excited cantilever is (k/kn)(kBT/2).
It has been shown that the modal stiffness kn, specifically for the higher harmonics, strongly
depends on the mass ratio µ [51,54]. Calculated relations between the modal stiffness and
the static stiffness depending on the mass ratio are given in Table 2.2 for the first five
eigenmodes. The table shows that 97% of the total oscillation energy is in the fundamental
mode for a beam without a tip and this fraction increases as the tip mass increases.
Similar to the mean square cantilever displacement, the total thermal displacement power
spectral density is represented as the sum of contributions from the cantilever eigenmodes:

Dz
th(ω) =

∞∑
n=0

Dz
th,n(ω) . (2.49)

To determine the displacement power spectral density for each mode n, a constant energy
spectral density Ψn from the thermal bath is assumed to excite the cantilever following the
arguments given by Nyquist for the explanation of a thermally excited electrical current in
a resistor [58]. The response of the cantilever to this thermal excitation is determined by
its amplitude response Gn(ω) given in Eq. (2.44). Therefore, the energy spectral density
of the nth mode, being (1/2)kDz

th,n, is represented as

1

2
kDz

th,n(ω) = G2
n(ω)Ψn . (2.50)
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Considering the result of Eq. (2.48), stating that a fraction k/kn of the total energy kBT/2
goes to the nth eigenmode, and integrating over Dz

th,n one can find for each mode:

k

kn

kBT

2
=

1

4π
k

∫ ∞

0

Dz
th,n(ω)dω (2.51)

=
1

2π

∫ ∞

0

G2
n(ω)Ψndω (2.52)

=
Ψn

2π

∫ ∞

0

1

(1− ω2/ω2
n)

2 + ω2/(ω2
nQ

2
n)
dω . (2.53)

Substituting ζn = ω/ωn and dω = ωndζn

k

kn

kBT

2
=

Ψnωn

2π

∫ ∞

0

dζn

ζ4n +
(

1
Q2

n
− 2
)
ζ2n + 1

, (2.54)

the integral can be solved using∫ ∞

0

dζn
ζ4n + aζ2n + b

=
π

2

1
√
b
√

a+ 2
√
b

(2.55)

with a = (1/Q2
n − 2) and b = 1 yielding the excitation energy spectral density for the nth

mode:

Ψn =
2kBT

Qnωn

k

kn
. (2.56)

Inserting this result in Eq. (2.50), yields for the displacement power spectral density of the
thermally excited cantilever:

Dz
th,n(ω) =

4kBT/(knQnωn)

(1− (ω/ωn)2)2 + ω2/(ωnQn)2
(2.57)

or

Dz
th,n(f) =

2kBT/(πknQnfn)

(1− (f/fn)2)2 + f 2/(fnQn)2
(2.58)

for the nth oscillation mode. This agrees well with results reported by other authors [17,18,
61]. A calculated example of the displacement thermal noise spectral density dzth =

√
Dz

th
of a typical cantilever at room temperature for the first four oscillation modes is given in
Fig. 2.18.
A short version of this section can be found in Section 2 of the Supporting Information of
Chapter 6. The knowledge of the thermal excitation of the cantilever is used for investigating
the ultimate noise limit in NC-AFM imaging and spectroscopy (see Chapter 6) and to obtain
the cantilever stiffness from thermal noise (see Chapter 7).
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Figure 2.18: Calculated thermal noise
spectral density dzth in the frequency range
covering the first four modes of a cantilever
with f0 = 68347 Hz, k0 = 2.8 N/m and
Q0 = 103600. Values for fn and kn of
the higher modes are calculated neglecting
the tip mass. The Qn are typical values
experimentally determined for a cantilever
of this type (Q1 = 39000, Q2 = 5800,
Q3 = 2000).

Appendix - solution of the integral in Eq. (2.55)

Factoring:∫ ∞

0

dx

x4 + ax2 + b
=

∫ ∞

0

dx

(x2 − A)(x2 −B)
(2.59)

Expansion into partial fractions:

C

x2 − A
+

D

x2 −B
=

1

(x2 − A)(x2 −B)
=

C(x2 −B) +D(x2 − A)

(x2 − A)(x2 −B)
(2.60)

yields

C +D = 0 ⇔ C = −D (2.61)

−BC − AD = 1 ⇔ BD − AD = 1 (2.62)

D =
1

B − A
C =

1

A−B
(2.63)

Insertion yields:∫ ∞

0

dx

(x2 − A)(x2 −B)
=

∫ ∞

0

dx

x2 − A
· 1

A−B
+

∫ ∞

0

dx

x2 −B
· 1

B − A
. (2.64)

The solution of the integral is∫ ∞

0

dx

x2 − A
=

π

2
√
−A

if Re(A) ≤ 0
∨

A /∈ R . (2.65)
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The solutions of the quartic equation are

A,B = −a

2
±
√

a2

4
− b (2.66)

yielding: ∫ ∞

0

dx

x2 − A
· 1

A−B
+

∫ ∞

0

dx

x2 −B
· 1

B − A
(2.67)

=
π

2

(
1√
−A

1

A−B
+

1√
−B

1

B − A

)
(2.68)

=
π

2

1

2
√

a2

4
− b

 1√
a
2
−
√

a2

4
− b

− 1√
a
2
+
√

a2

4
− b

 (2.69)

=
π

2

1

2
√

a2

4
− b


√

a
2
+
√

a2

4
− b−

√
a
2
−
√

a2

4
− b

√
b

 (2.70)

=
π

2

1√
b

√
a− 2

√
b

a2 − 4b
=

π

2

1√
b

√
a− 2

√
b

(a+ 2
√
b)(a− 2

√
b)

(2.71)

=
π

2

1
√
b
√

a+ 2
√
b

. (2.72)
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2.4 Phase-Locked-Loop (PLL) and amplitude control

Figure 2.19: Working principle of a phase-locked loop (PLL) for measuring the frequency shift
∆f and driving the cantilever oscillation by the voltage Vexc.

In NC-AFM, a phase-locked loop (PLL) circuit is used to determine the frequency shift ∆f
of the cantilever oscillation and to excite the cantilever at its current resonance frequency
f0+∆f , which is generally shifted with respect to the free oscillating case due to tip-sample
interactions. The working principle of a simple PLL is shown in Fig. 2.19 [62]. It consists
of a voltage controlled oscillator (VCO) generating a sinusoidal output voltage Vvco(t):

Vvco(t) = V 0
vco sin(2πft) = V 0

vco sin(2π(fcentre +KvcoV
∆f (t))t) (2.73)

with the output voltage amplitude V 0
vco, the centre frequency fcentre, the VCO gain Kvco

and the voltage V ∆f (t) being proportional to the frequency shift. The centre frequency
of the VCO is set to the eigenfrequency f0 of the free-oscillating cantilever. The output
signal Vvco(t) is used to excite the cantilever with a voltage Vexc(t) = V A

excVvco(t), where
the voltage V A

exc defines the gain of the excitation signal. V A
exc can be set either manually or

by an amplitude control loop. The latter will be explained later in this section. The VCO
gain Kvco has a negative sign and is given in units of Hz/V. The response of the cantilever
is measured by the detection system (see Fig. 2.19), yielding the voltage signal Vz(t) as the
input of the PLL

Vz(t) = V 0
z sin(2πft+ ϕz(t)) (2.74)

with the cantilever oscillation voltage amplitude V 0
z and the phase shift ϕz(t). This phase

shift includes the phase response ϕcl(f) of the cantilever, which is for the free-oscillating
cantilever given by:

ϕcl(f) = arctan
(

−f

Q0f0(1− (f/f0)2)

)
. (2.75)
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Figure 2.20: Solid line: Phase response of
a cantilever with f0 = 70000 Hz and Q0 =
100000. Dashed lines: Phase response of
the same cantilever where the resonance
frequency is shifted to f0 − ∆f Hz mod-
elling tip-sample interactions.

This phase response is plotted as a solid curve in Fig. 2.20. As known from a driven harmonic
oscillator, the phase of a cantilever excited at its resonance frequency with respect to the
excitation signal is 90◦. The tip-sample interaction yields a shift of the resonance frequency
to f0+∆f , where ∆f is usually negative due to an attractive tip-sample force as explained
before in Section 2.2.1. Dashed lines in Fig. 2.20 show the phase response for a shifted
resonance frequency. The oscillation signal Vz(t) as well as the reference Vvco(t) are fed
into the phase detector (PD), which is typically realised as a voltage multiplier. Multiplying
the signals from Eq. (2.73) and Eq. (2.74) yields

Vpd(t) = V 0
z sin(2πft+ ϕz(t))× V 0

vco sin(2πft) (2.76)

=
1

2
V 0
z V

0
vco [cos(ϕz(t))− cos(2π(2f)t+ ϕz(t))] . (2.77)

The high frequency (2f) part is filtered out by the low-pass loop filter with a bandwidth
B ≪ 2f . Thus, the resulting signal at the output of the low-pass filter reads

V ∆f (t) =
1

2
V 0
z V

0
vco cos(ϕz(t)) . (2.78)

This signal is fed into the VCO as the input voltage. If the cantilever is oscillated at its
eigenfrequency f0, V ∆f (t) becomes zero because of ϕz(t) = 90◦. Therefore, the output
frequency of the VCO remains constant. Now, we assume that the resonance frequency
is slightly decreased due to attractive tip-surface interactions as exemplified in Fig. 2.20.
As long as the frequency of the VCO is larger than the current resonance frequency, the
phase ϕz(t) becomes smaller than 90◦ (see Fig. 2.20) and V ∆f (t) becomes positive. Since
Kvco is a negative gain, the positive V ∆f (t) causes a decrease of the VCO frequency until
ϕz(t) = 90◦. Thus, the PLL will always follow the actual resonance frequency of the
cantilever. Therefore, the VCO input signal is a measure for the actual frequency shift ∆f
that can be determined as:

∆f(t) = KvcoV
∆f (t) . (2.79)
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The PLL is locked as long as the actual frequency of the VCO is identical to the cantilever
resonance frequency, and the phase difference between these two signals is constant. This
is possible only within a certain lock range that is the range of frequencies in which the
resonance frequency can be followed by the VCO frequency. The ability of the PLL to
follow fast changes of the resonance frequency is limited by its frequency response that is
determined by the characteristics of the PLL regulation loop and loop filter settings.

In most technical realisations, a proportional-integral (PI) controller is put in the loop
between low-pass and VCO input. The stability and frequency response of such a PLL
system is highly dependent on the VCO gain, the transfer function of the low-pass filter
and the PI controller settings. The impact of these settings on the noise behaviour is
discussed in detail for several commercial PLL systems in Chapter 6.

To control the cantilever oscillation amplitude, there are basically two operation modes.
In the constant excitation mode, a specific driving amplitude V 0

exc is set manually by the
adjustment of V A

exc. In this case, the oscillation amplitude will remain constant until dissi-
pation due to tip-surface interactions occurs or the cantilever is oscillated besides its actual
resonance frequency.

In the constant amplitude mode, a control loop is used to maintain a constant oscillation
amplitude. The excitation amplitude Vexc is increased in case of higher dissipation to main-
tain a constant oscillation amplitude. The easiest way to measure the cantilever amplitude
is by its root mean square (RMS) value

V rms
z =

√
1

τ

∫ τ

0

Vz(t)2dt =
1√
2
V 0
z (2.80)

of the oscillation signal Vz(t) measured over a time interval τ where the last equality is
only true for a strictly sinusoidal signal. A scheme for the realisation of a PLL system with
RMS amplitude measurement and stabilisation of the amplitude to a pre-set value Aset is
shown in Fig. 2.21. The disadvantage of this method is that it is not frequency selective.
Thus, noise as well as spurious signals contribute to the RMS value. On the other hand,
an amplitude measurement is still possible, even if the PLL is unlocked.

Another method is to use a dual-phase lock-in amplifier in the PLL loop yielding the
oscillation amplitude V 0

z and the voltage V ϕ being proportional to the phase ϕz as shown
in Fig. 2.22. The lock-in amplifier replaces the phase detector and the low-pass filter in
Fig. 2.19 as it has an integrated low-pass filter, which is not shown in Fig. 2.22. The
phase signal V ϕ is used to close the phase-locked loop consisting of lock-in amplifier, PI
controller and VCO. The amplitude V 0

z is fed into the amplitude control loop controlling
V A

exc to maintain a constant amplitude of V 0
z = Vset. The advantage of this method is,

that the amplitude measurement is performed only in a small frequency band around the
resonance frequency defined by the bandwidth of the lock-in amplifier. Therefore, the
amplitude determination is widely independent of noise and disturbances. But in case of
the PLL being unlocked, the amplitude control fails.
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Figure 2.21: Realisation of a PLL system with an amplitude control loop. Here, the oscillation
amplitude is determined by an RMS detector.

Figure 2.22: Realisation of a PLL system with an amplitude control loop. Here, the oscillation
amplitude is determined by using a lock-in amplifier.
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2.5 Optimisation of imaging parameters

The imaging quality in FM-AFM depends on many parameters. The eigenfrequency f0, the
spring constant k and the Q-factor are intrinsic properties of the cantilever being primarily
defined by the cantilever dimensions and material. The eigenfrequency and the Q-factor are
also affected by the mounting and the surrounding medium. Therefore, the measurement
can be optimised by an appropriate selection of the cantilever and proper mounting. On the
other hand, the oscillation amplitude A and the demodulation bandwidth B can be adjusted
independently of the cantilever properties and, therefore, also used for an optimisation of
measurements. Further optimisation is possible by the right choice of scanning speed
in imaging experiments. Optimisation in this context refers to creating stable imaging
conditions (see Section 2.5.1), to reducing noise (see Sections 2.5.2 and 2.5.3) and to
diminish the impact of thermal drift (see Section 2.5.4). First, the impact of the force
sensor on stability and noise is discussed.

2.5.1 Stability and jump-to-contact

High-resolution NC-AFM requires a sharp tip apex and atomically stable and well defined
sensing cluster, which can be destroyed if the tip touches the surface. Therefore, it is
important to avoid the ”jump-to-contact” (JTC) where the cantilever sticks to the surface.
Two conditions have to be considered to avoid the JTC [39]. A JTC will not happen if the
force gradient kts of the tip-sample potential Vts does not fully compensate the stiffness of
the cantilever:

k + kts > 0 . (2.81)

On the other hand, the JTC can be avoided if the overall force acting on the cantilever
stays positive:

kA+ Fts > 0 (2.82)

where kA is the retracting force of the displaced cantilever.

A combination of these two criteria allows one to calculate the optimum spring constant
kopt for a given amplitude A

kopt = s
−Fmin

ts
A+ Fmin

ts /kmin
ts

(2.83)

where s > 1 as a safety factor [19]. Fmin
ts and kmin

ts are the minima of the tip-sample force
and force gradient, respectively. The calculated kopt is shown in Fig. 2.23 for different
safety factors s as a function of the amplitude while Fmin

ts and kmin
ts are obtained from
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the previously discussed Lennard-Jones model potential. Being larger than a certain spring
constant, e.g., 2500 N/m for s = 50, the first condition, given by Eq. (2.81), is always
fulfilled yielding stable operation independent of the oscillation amplitude.

Figure 2.23: Calculated optimum spring
constant kopt as a function of the oscilla-
tion amplitude A using Eq. (2.83) and for
different safety factors s.

2.5.2 Noise for negligible tip-sample interaction

The power spectral density D∆f
tot of the frequency shift noise without tip-sample interaction

as described in Chapter 6 consists of the following contributions:

D∆f
tot (ωm) = D∆f

th +D∆f
ds . (2.84)

D∆f
th is the frequency-shift thermal noise power spectral density, which essentially depends

on the cantilever temperature and its properties. D∆f
ds describes the frequency-shift noise

power spectral density originating from the noise floor Dz
ds of the detection system. To

characterise the noise power spectral density D∆f
tot (ωm) with a single number, the root mean

square (RMS) of the total frequency shift noise is calculated as:

(δftot)
2 = (δfth)

2 + (δfds)
2 =

1

2π

∫ ∞

0

D∆f
tot (ωm)dωm . (2.85)

The noise contributions D∆f
th and D∆f

ds scale inversely proportional to the squared cantilever
oscillation amplitude A.

2.5.3 Noise with significant tip-sample interaction

Up to here, the frequency shift noise power spectral density D∆f
tot was calculated without any

tip-sample interaction. Practically, however, the frequency shift noise is distance dependent
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as it is affected by the tip-sample interaction. Therefore, the quantity D∆f
ts is introduced

describing the additional frequency shift noise due to tip-sample interaction [18]. Here, a
brief introduction into the theory describing D∆f

ts is given, however, a detailed discussion
and analysis is beyond the scope of this thesis. Based on this theory, the total frequency
noise then reads:

D∆f
tot (ωm) = D∆f

th +D∆f
ds +D∆f

ts (2.86)

with

D∆f
ts (ωm) = α2

ts

∣∣∣∣∣ Hfilter

1− i
Q
HcHfilter + βtsHzHfilter

∣∣∣∣∣
2

DA . (2.87)

Hfilter denotes the transfer function of the PLL frequency response as described in Chapter 6.
Hc(ωm) is an approximation of the transfer function Eq. (2.43) of the cantilever oscillation
with ω = ω0 + ωm for ωm ≪ ω0:

Hc(ωm) =
1

i
Q
− 2ωm

ω0

. (2.88)

The transfer function Hz(ωm) of the PI distance control loop is given as

Hz(ωm) = Pz

(
1 +

Iz
iωm

)
(2.89)

with the parameters Pz and Iz. The parameters αts(A, z) and βts(A, z) have units of
Hz/nm. They describe the coupling between amplitude noise δA as well as distance noise
δz to frequency shift noise δf due to tip-surface interactions [18]. Both parameters have
a complicated dependence on the tip-sample interaction ∆f(z) as is described in [18]. For
the following simulations, αts is adjusted such that the resulting curves agree with the
experimental data, while βts is adapted from [18]. The quantity DA, which is the noise
power spectral density of the oscillation amplitude, is given by

DA(ωm) = 8

∣∣∣∣ Hc

1− 2iHcHA

∣∣∣∣2( kBT

kQω0

+ |HA|2Dz
ds

)
(2.90)

with the noise floor of the detection system Dz
ds (see Chapter 6) and the transfer function

of the amplitude control loop HA(ωm)

HA(ωm) = −HlpPA

(
1 +

IA
iωm

)
(2.91)
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with Hlp as the transfer function of the low-pass filter in the amplitude control loop governed
by parameters PA and IA.

In the following, a qualitative comparison of experiment and simulation is discussed for
measurements performed with system C. Figure 2.24a shows the frequency shift noise
spectral density d∆f

tot measured for different frequency shift set-points ∆fset. While the
curve for very large tip-sample separations without tip-sample interaction (∆fset = 0 Hz)
is similar to curves described in Chapter 6, the curves obtained with larger ∆fset exhibit a
broad peak at 60 Hz in the plateau region of d∆f

tot (fm) (see Chapter 7). This peak increases
with larger ∆fset, i.e. increasing tip-sample interaction. The measured ∆f(z) curve shown
in Fig. 2.24b can be used to relate these frequency shift set-points to quantities of tip-
sample distance given by the piezo position zp. Note that zp has an unknown offset to
the absolute tip-sample distance z. In Fig. 2.24c, a numerical simulation using Eq. (2.86)
allows to obtain qualitatively similar results as for the measurement presented in Fig. 2.24a.
Up to now, only the cantilever and PLL parameters have been precisely considered. To fully
characterise the amplitude distance control loop, the ratio between voltage amplitude at
the excitation piezo and the effective excitation of the cantilever needs to be investigated
in future work. As the amplitude control loop operates with an input voltage of VA and
an output voltage Vexc, the value PA of the amplitude control loop needs to be scaled by
VA/(VexcQ) to fit to the simulation operating with amplitudes A in units of displacement.
This factor is chosen to be 0.036 throughout the simulation for this cantilever. The settings
for the distance control loop are taken from the simulation in [18] and not modeled exactly
for this system. The comparison of Fig. 2.24a and Fig. 2.24c shows a good qualitative
agreement for measurement and simulation. Figure 2.24d shows the measured RMS noise
in dependence on ∆fset. In close proximity to the sample, the RMS noise is increased by
more than a factor of two compared to the noise without tip-surface interaction.

Next, the influence of the amplitude gain settings on the total noise is investigated. Up to
here, a value of PA = 0.013 has been used yielding an optimum step-response for amplitude
changes. Figure 2.25 shows the measured frequency shift noise spectral density close to the
sample (∆fset = −70 Hz) for three different amplitude gain settings PA. A gain reduction
to PA = 0.008 (dotted line) yields a slightly increased noise compared to the optimum
setting of PA = 0.008 (solid blue line). An increase of the amplitude gain to PA = 0.039,
however, yields a decrease of the noise spectral density in the peak centred at 60 Hz while
a second peak centred at 300 Hz appears.

These results are qualitatively reproduced by the simulation shown in Fig. 2.26a. Note,
that the low Q-factor of 1600 and the noise floor of dzds = 312 fm/

√
Hz measured for

cantilever AR 20 are comparably bad values for a cantilever of this type. Cantilever AR 17
originating from the same batch as AR 20 has a Q-factor of 39200 and a noise floor of
dzds = 98 fm/

√
Hz (see Chapter 6). Therefore, simulations are performed to investigate the

effect of both quantities individually. All simulations in Fig. 2.26 are performed using the
same PLL filter settings, yielding a bandwidth of B−3dB = 258 Hz. In case of Fig. 2.26a,
the thermal noise limit (see Chapter 6) is Blim

th = 202 Hz, thus, operation is performed
close to the thermal noise limit. The RMS frequency shift noise of the curve with optimum
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Figure 2.24: Measurements performed in system C with cantilever AR 20 (f0 = 269218.5,
Q = 1600, kdim = 28 N/m) at T = 26.5 K on a CaF2(111) + C60 sample. The detection
system noise floor is dzds = 312 fm/

√
Hz. The amplitude control loop is set to PA = 0.013 and

IA = 1 Hz. The distance control loop is enabled. (a) Frequency shift noise spectral density
d∆f

tot for different ∆fset. (b) ∆f(z) curve recorded in dependence on the z-piezo position zp.
(c) Calculated noise spectral density d∆f

tot for different values of αts. The frequency response
Hfilter of the PLL is modeled as described in Chapter 6 with parameters o = 3, fc = 500 Hz,
P = −2.0 Hz/deg, I = 1 Hz. The filter Hlp of the amplitude control loop is identical to the
loop filter in the PLL for this system. The gain PA of the amplitude control loop is scaled by
0.036 compared to the setting in the PLL device. The properties of the distance control loop are
chosen as βtsPZ = 0.2 and βtsIz = 2000 Hz identical to the simulation in [18]. The values αts
are chosen to obtain qualitatively similar results as for the measurement shown in (a). (d) RMS
value of the total frequency shift noise determined in dependence on ∆fset.
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Figure 2.25: Measured noise spectral den-
sity d∆f

tot for three different settings of the
P gain of the amplitude control loop and
∆fset = −70 Hz. The black line is a mea-
surement of the noise spectral density with-
out any tip-sample interaction. The other
parameters are identical to Fig. 2.24.

amplitude gain PA = 0.013 is δf = 0.35 Hz, while the curve with PA = 0.039 yields
δf = 0.46 Hz due to the additional peak. In the simulation shown in Fig. 2.26b, the noise
floor is reduced to dzds = 100 fm/

√
Hz increasing the thermal noise limit to Blim

th = 629 Hz.
The changes compared to (a) are negligible except for a significant decrease of noise for
the curve simulated with PA = 0.039. Here, the RMS noise of the curve with PA = 0.013
is δf = 0.29 Hz, while the curve with PA = 0.039 has almost the same RMS value of
δf = 0.28 Hz. In Fig. 2.26c, the Q-factor is increased to 40000, while the noise floor
stays at dzds = 312 fm/

√
Hz. Compared to (a) and (b), where the total noise is mostly

dominated by the thermal noise, (c) is dominated by the contribution of the detection
system noise. The RMS noise of the curve with PA = 0.013 is δf = 0.26 Hz. For the
setting of PA = 0.039, a sharp peak at 355 Hz appears, meaning an oscillation in the ∆f
signal. The RMS value of δf = 1.95 Hz is an order of magnitude larger than the RMS values
of the other curves. Finally, in Fig. 2.26d, the noise floor is reduced to dzds = 100 fm/

√
Hz

while the Q-factor stays at 40000. Here, the RMS noise of the curve with PA = 0.013
is δf = 0.11 Hz, which is only one third compared to the RMS value determined for (a).
The sharp peak in the curve for PA = 0.039 is still present, while the total RMS noise is
reduced to δf = 0.66 Hz.

These simulations give a first impression on modelling the frequency noise spectral density
under the influence of tip-surface interactions and comparing the theoretical results to
experimental data. The theoretically predicted effect of additional noise in the case of
a tip-sample interaction is confirmed experimentally. Although a detailed discussion on
the influence of all involved parameters is beyond the scope of this work, it is found that
additional peaks appear in the frequency shift noise spectral density spectrum due to tip-
sample interaction and the aforementioned coupling of the feedback loops. Similar to the
findings for the frequency shift noise without tip-sample interaction, the total frequency
noise can be decreased by a reduction of the thermal noise represented by an increase
of the Q-factor as well as by a decreased noise floor. However, the adjustment of the
amplitude feedback loop becomes more critical for higher Q-values as sharp peaks in the
frequency noise spectral density may appear that bear the risk of invoking oscillations in
the ∆f signal.
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Figure 2.26: Simulated noise spectral density d∆f
tot for three different amplitude gains PA while

noise floor dzds and Q-factor are varied from (a) to (d). The black curves represent the fre-
quency noise spectral density without tip-sample interaction. The other simulation parameters
are identical to Fig. 2.24c.
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2.5.4 Bandwidth, scan speed and thermal drift

As shown in Chapter 6, the range of modulation frequencies fm up to which the frequency
noise is limited only by thermal noise is given by

Blim
th =

√
f0kBT

2πkQ

1

dzds
(2.92)

where f0, k and Q are cantilever properties contributing to the thermal noise, dzds is the
displacement noise of the detection system. To facilitate thermal noise limited operation,
the effective bandwidth of the PLL demodulator is set to a value smaller than or equal to
Blim

th .
It should be considered that a small modulation bandwidth limits the scan speed that can
be used for imaging structures with a certain periodicity. To understand this practically,
several imaging parameters need to be introduced: The image is typically a square with
an edge length wimage. It is scanned line by line where each of the npixel lines consists of
npixel points due to the square shape. To scan a single line takes a time tline, yielding a
scan speed of vscan = wimage/tline. Therefore, the acquisition time of the entire image is
timage = 2 · npixel · tline as each of the lines is scanned forward and backward. We assume
to record an atomic resolution image with an interatomic distance a. The modulation
frequency of the atomic features during image acquisition can be calculated as fm = vscan/a.
To avoid a loss of information, fm needs to be significantly smaller than the bandwidth of
the PLL demodulator.
However, a lower scan speed and, therefore larger acquisition time enhances distortions due
to thermal drift expressed by the drift velocity vdrift. In this example, only lateral drift is
considered. After each image, the position of the scanner relative to the sample is shifted
by wdrift = timage · vdrift.
To illustrate these considerations, a simulation is performed based on a simple model and
typical instrumental parameters. The surface with a square atomic structure is modeled as
a constant-height frequency shift image exhibiting sinusoidal periodicity

∆f(x, y) =
1

2
sin
[
(x+ tvdrift cosϕdrift)

2π

a

]
sin
[
(y + tvdrift sinϕdrift)

2π

a

]
(2.93)

and having a corrugation of 1 Hz. To visualize the effect of drift, a defect modeled by a
Gaussian function

∆fdefect(x, y) = exp
[
−
(
x+ tvdrift cosϕdrift − 5.25a

a/4

)2
]

× exp
[
−
(
y + tvdrift sinϕdrift − 3.75a

a/4

)2
]

(2.94)
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is added to the image. The lateral drift is expressed by the drift speed vdrift and the drift
angle ϕdrift measured relative to the x-direction as depicted in Fig. 2.27. Drift in z-direction,

Figure 2.27: Coordinate
system illustrating drift
speed vdrift and drift an-
gle ϕdrift.

nonlinear drift behaviour, as well as drift of the eigenfrequency f0 are not considered here.
The effect of the demodulation bandwidth on the measured corrugation is expressed by
an attenuation due to Gfilter(fm) (see Chapter 6). The effect of frequency shift noise is
generated by a set of random numbers ∆fnoise(x, y) being added to ∆f(x, y). For a realistic
magnitude of noise, ∆fnoise(x, y) is normalised to a typical RMS frequency shift noise value
based on the parameters in Table 2.3:

⟨
∆f 2

noise(x, y)
⟩
= δftot . (2.95)

Table 2.3: Experimental parameters
and oscillation properties of cantilever
AR 17 operated in system C (see
Chapter 6).

temperature T 300 K
eigenfrequency f0 276 360 Hz
quality factor Q 39 200
spring constant k 26 N/m
noise of detection system dzds 98 fm/

√
Hz

oscillation amplitude A 10 nm
demodulation bandwidth B−3dB 105 Hz

This simplification considers neither the spectral configuration of the noise as investigated
in Chapter 6 nor the increase of the frequency noise level in close distance to the sample
surface as investigated in Section 2.5.3.

Table 2.4: Imaging parameters used
for the simulation based on typical ex-
perimental parameters for atomic res-
olution imaging. Variations of these
parameters are specified in the simu-
lated images.

interatomic distance a 0.3 nm
image size (wimage)

2 3× 3 nm
points per line npixel 512
drift speed vdrift 100 pm/min
drift angle ϕdrift 0 ◦

line time tline 300 ms
modulation frequency fm 33.3 Hz

A simulation using the imaging parameters from Table 2.4 and different demodulation
bandwidth settings B−3dB is shown in Fig. 2.28. The RMS frequency shift noise, which
is calculated from the given bandwidth and the experimental parameters from Table 2.4
is ranging from δftot = 0.025 Hz for B−3dB = 103 Hz to δftot = 0.42 Hz for B−3dB =
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Figure 2.28: Simulated ∆f
images based on Eqs. (2.93)
and (2.94) with different de-
modulation bandwidth set-
tings B−3dB ranging from
103 Hz to 1217 Hz. Image
size 3× 3 nm.

1217 Hz. As the modulation frequency fm is only 33 Hz, there is no attenuation of the
corrugation by the filter of the PLL system even for the low bandwidth setting B−3dB =
103 Hz. In this case, thermal noise limited operation is possible. The total drift per image
is wdrift = 1.5 nm, which is five times the interatomic distance a = 0.3 nm.

In Fig. 2.29, the simulation is performed using different line times tline but the same de-
modulation bandwidth of B−3dB = 103 Hz for all images. In case of tline = 30 ms, the
total drift per image is only 51 pm. But the high modulation frequency fm = 333 Hz
yields an attenuation of the corrugation by Gfilter(fm) = 0.08. Therefore, the corrugation
is only about three times larger than the RMS frequency noise of δftot. Increasing the
line time to tline = 100 ms, the simulation is performed with fm = 100 Hz close to the
demodulator bandwidth. The corrugation is attenuated by Gfilter(fm) = 0.73 and the total
drift per image is 171 pm. For the higher line times simulated here, the attenuation by
the filter of the demodulator becomes negligible, but the effect of the drift becomes more
important as visualized by the displacement of the defect. For the commonly used line time
of tline = 300 ms, the drift per image if about 0.5 nm. Having a total drift close to the
image size (1.7 nm at tline = 1000 ms) or even larger (3.4 nm at tline = 2000 ms) does
not allow any retrospective drift correction based on tracking a feature over a sequence of
images as this feature will be lost after one image. In that case, an in-situ drift correction
is required. Without any additional drift compensation, the optimum line time for this
situation is between 100 ms and 300 ms where the drift is small while the corrugation is
not attenuated by the filter.
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Figure 2.29: Simulated ∆f image based on Eqs. (2.93) and (2.94) with different line times tline
ranging from 30 ms to 2000 ms. The blue square indicates a unit cell of the undistorted surface
while the red parallelogram indicates how the measured unit cell is affected by drift. Image size
3× 3 nm.
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Figure 2.30: Simulated ∆f image based on Eqs. (2.93) and (2.94) with different drift velocities
vdrift ranging from 0 pm/min to 600 pm/min. The blue square indicates a unit cell of the
undistorted surface while the red parallelogram indicates how the measured unit cell is affected
by drift. Image size 3× 3 nm.
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In Fig. 2.30, the simulation is performed using different drift velocities vdrift ranging from
0 pm/min up to 600 pm/min. An image without any drift is only hypothetical. A drift speed
of 10 pm/min is what typically can be obtained when applying atom-tracking and feed-
forward techniques [15]. For this drift speed, a total drift per image is 51 pm. Drift speeds
of 100 pm/min are commonly measured if the system is in good thermal equilibrium. With
0.5 nm, the drift per image is slightly larger than the interatomic distance. Drift velocities
of the order of 600 pm/min cause a heavy distortion of the measured image. Such drift
velocities are typical for a system that is thermally unbalanced due to sample heating,
cooling or unstable ambient conditions in the laboratory.
To be consistent with the drift behaviour of the CaF2(111) surface, a hexagonal pattern
is generated by a superposition of three plane waves propagating from the origin under an
angle of 120 ◦ from each other [63]:

∆f(x, y) =
2
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· 2π
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· 2π
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]}
(2.96)

The simulation of the hexagonal surface pattern in Fig. 2.31 is performed analogue to the
rectangular pattern in Fig. 2.30. While the pattern is clearly hexagonal up to a drift speed
of 100 pm/min, it appears to be rectangular or rhombohedral at higher drift speeds.
In Fig. 2.32, the simulation has been performed for a drift velocity of vdrift = 300 pm/min
and different drift angles ϕdrift. For drift angles ϕdrift = 0 ◦ and ϕdrift = 180 ◦, drift
occurs only in x-direction that is the fast scan direction where the scan speed is orders
of magnitude larger than the drift velocity. Therefore, there is no significant distortion
of the shape of a single scan line, however, the whole scan lines are shifted against each
other yielding a deformation in the appearance of the atoms. Additionally, the lattice
appears to be rectangular instead of hexagonal. The distance between the horizontal lines
is still correct. The scan speed in y-direction is 586 pm/min, which is of the same order
of magnitude as the drift speed. Turning the drift angle towards the y-axis, some other
distortion effects are revealed. With ϕdrift = 90 ◦, the drift is parallel to the y-direction.
This increase of the effective scan speed in the slow scanning direction yields a scanner
movement of 4.5 nm instead of 3 nm, increasing the number of displayed atomic lines and
the atoms appearing smaller. Otherwise, a drift angle of ϕdrift = 270 ◦ being antiparallel
the the y movement reduces the effective scan speed and, therefore, the scanner movement
from 3 nm to 1.5 nm. In that case, the visible distance between the horizontal lines is
increased and the atoms appear to be larger. This behaviour can also be observed if the
scan direction is alternated after each image changing the orientation of the slow scanning
direction towards the drift. As extreme situation, the drift could totally compensate the
slow scanning movement yielding stripes instead of single atoms if the same line is scanned
during the entire image acquisition.
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Figure 2.31: Simulated ∆f image of a surface with hexagonal symmetry based on Eq. (2.96) with
different drift velocities vdrift ranging from 0 pm/min to 600 pm/min. The blue parallelogram
indicates a hexagonal unit cell of the undistorted surface while the red parallelogram indicates
how the measured unit cell is affected by drift. Image size 3× 3 nm.
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Figure 2.32: Simulated ∆f image of a surface with hexagonal symmetry based on Eq. (2.96)
with a drift velocity vdrift = 300 pm/min and different drift angles ϕdrift. The blue parallelogram
indicates a hexagonal unit cell of the undistorted surface while the red parallelogram indicates
how the measured unit cell is affected by drift. Image size 3× 3 nm.
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2.6 Experimental setups

The thesis focuses on cantilever properties and noise related to the detection of the can-
tilever deflection; corresponding measurements are performed on different setups, which
are briefly introduced as NC-AFM systems A, B and C and supplementary systems like a
cantilever test chamber. Most investigations have been performed in system C and the
cantilever test chamber. Therefore, these systems are described in somewhat more detail.
More details on all NC-AFM systems, especially regarding the noise performance, can be
found in Chapter 6.

The cantilever holders for the NC-AFM systems as well as the mounting stage of the
cantilever test chamber are shown in Fig. 2.33. The cantilever holders of system A and
system B are fixed by a three-point bearing in the AFM system. The holder of system A
is clamped while the holder of system B is magnetically held in its position. The holder of
system C is pushed with only two pins into spring bushings on the AFM scan head. This
introduces an additional degree of freedom allowing slightly different distances between
cantilever and sample holder, but makes cantilever adjustment less reproducible. In contrast
to these holders, which require the cantilever to be glued, the mounting stage of the test
chamber allows for cantilever fixation by clamping.

Figure 2.33: Cantilever holders for (a) sys-
tem A, (b) system B, (c) system C.
(d) Stage for clamping cantilevers in the test
chamber.

2.6.1 Omicron UHV AFM/STM (system A)

This system is used to investigate the reproducibility of Q-factor measurements depending
on the fixation of cantilever holders on which the cantilevers are glued (see Chapter 3).
Additionally, the noise behaviour of this system is investigated in Chapter 6. The system
is a room temperature UHV AFM/STM (Omicron NanoTechnology GmbH, Taunusstein,
Germany) based on the design of Howald et al. [64]. The system has been improved by
replacing the light source of the beam deflection system by an external laser diode and
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by replacing the preamplifier by a home-built one. These changes raised the signal-to-
noise ratio by a factor of 10 [65]. In this system, the cantilever and the beam deflection
system are stationary, while the surface scanning is realised by moving the sample. This
system is equipped with a Nanosurf easyPLL controller and detector (Nanosurf AG, Liestal,
Switzerland) as the amplitude feedback loop and frequency demodulator. A cantilever
holder for this system is shown in Fig. 2.33a.

2.6.2 Omicron VT AFM/STM (system B)

This system is used to investigate the Q-factors as well as the modal stiffness of cantilevers
with resonance frequencies around 300 kHz at room temperature (see Chapters 3 and 7).
Furthermore, this system is used to verify experimentally various theoretical descriptions on
noise behaviour of cantilevers and the detection system, as presented in Chapter 6. The
variable temperature AFM/STM (VT SPM, Omicron Nanotechnology GmbH, Taunusstein,
Germany) operates in a sample temperature range from 25 K to 1500 K. This system has
been optimised for the signal-to-noise ratio [66] and was later extended with an atom-
tracking system [15, 29]. In this system, the sample is fixed, while the cantilever holder is
moved (see Fig. 2.33b for the cantilever holder). An easyPLL plus controller and detector
(Nanosurf AG, Liestal, Switzerland) is used as the amplitude feedback loop and frequency
demodulator.

2.6.3 RHK UHV 750 (system C)

This system is used to investigate the oscillation properties of cantilever in the range from
50 kHz to 2 MHz. High-frequency cantilevers as well as higher harmonic oscillation modes
of 70 kHz and 300 kHz cantilevers are studied regarding eigenfrequencies fn, quality factors
Qn and the modal stiffness kn (see Chapter 7). Additionally, the frequency response and
noise characteristics of this system is investigated for several cantilever types as reported in
Chapter 6. This setup consists of three UHV chambers, namely the AFM chamber housing
a commercial UHV 750 (RHK Technology, Inc., Troy, MI, USA), a sample preparation
chamber and a load lock. The latter is used to introduce new cantilevers and samples
into the system, maintaining the UHV pressure in AFM and preparation chamber. The
base pressure of this system is below 10−10 mbar. The whole UHV system is placed on
pneumatic isolators for protection from external vibrations. Further information about this
setup and previously made improvements can be found in previous theses [67, 68]. Recent
modifications of the preparation chamber as well as the sample preparation procedures for
the CaF2(111) surface and the deposition of C60 on the surface are explained in [69].

The UHV 750 is based on a beetle type scanner [70, 71]. In this system, the scan head
(see Fig. 2.34) including cantilever and optical beam deflection setup is moved while the
sample is fixed. The scan head has three legs, each consisting of a piezoceramic tube and
a sapphire sphere at its end. The cantilever is glued on a cantilever holder as shown in
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Figure 2.34: Photograph of the UHV 750
scan head with three piezo legs. The central
piezo stack is covered by the scan head chas-
sis and not visible here. A cantilever holder is
plugged into the spring bushings on the bot-
tom of the central piezo stack. The optical
path of the laser light, entering from the lens
at the optical fibre end to the back side of
the cantilever and the reflection to the PSD
is indicated by a red line.

Fig. 2.33c. The holder consists of die-cast aluminum and is equipped with two pins. These
pins are plugged into spring bushings on the central piezo stack ensuring a stable fixation
of the cantilever. The microscope uses optical beam deflection for detecting the cantilever
displacement. The light for the OBD comes from an external laser diode and is coupled
and is coupled into the system by an optical fibre. The optical fibre with a small lens glued
at its end focuses the light on the back side of the cantilever. The fibre end can be moved
by a piezo motor mounted on the scan head to adjust the laser spot on the cantilever.
The reflected laser light is directly reflected onto the PSD, which can be moved laterally to
center the spot of the reflected beam in its most sensitive area. The piezo legs are used for
coarse positioning and approach by walking on the ramp on top of the sample holder (see
Fig. 2.35) using inertial motion. The same piezo tubes perform the lateral scan movement

Figure 2.35: Photograph of the UHV 750
scan head standing on the sample holder
ramp. The body of the sample holder has a
specimen mount and a filament integrated
in its bottom to allow for heating.

during image acquisition. The central piezo stack is used to control the tip-sample distance
in z-direction and to excite the cantilever oscillation. An advantage of this compact setup
with circular symmetry is that relative movements of tip and surface due to thermal drift
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are reduced [70]. On the other hand, the height of the sample holder ramp limits the z
coarse motion to about 1 mm. Therefore, the cantilever as well as the sample have to be
well adjusted regarding the height in their respective holders. Additionally, the orientation
of the scan area to the sample may be rotated up to 120◦ depending on the scanner position
on the ramp.
Figure 2.36 shows a schematic overview of the electrical connections of system C. An RHK
PLLpro2 is used as the amplitude feedback loop and frequency demodulator. The cantilever
excitation signal Vexc is connected to the excitation piezo (z-mod) on the scan head (see
Fig. 2.37 for a schematic overview of the scan head wiring). The cantilever displacement
yields a current difference ∆Iz between the quadrants of the photodiode, which is converted
by the preamplifier into a voltage signal Vz. This voltage Vz is fed into the PLLpro2 for
demodulation. More details about frequency response of the preamplifier and the PLL
system as well as the noise performance of the detection system can be found in Chapter 6.
The signals for frequency shift ∆f , amplitude and dissipation are transferred from the
PLLpro2 to the SPM 100 byelectrical connections.
Except for the cantilever excitation, all piezos are controlled by the SPM 100. The sig-
nal ground and the ±X and ±Y signals are connected to a switchbox (RHK PPC 100)
distributing these signals to the AFM scan head. The signal ground is connected to the
body of the scanner, to piezo electrodes as counterpart of the z-scan and z-mod signals
and to a shielding between cantilever holder and piezo stack. The ±X and ±Y signals
are distributed to the outer electrodes of the three piezo tubes, denoted as ±X1/2/3 and
±Y1/2/3. With the given piezo calibration factors, the maximum image size is 5.07 µm
in x- and y-direction. The inner electrodes of the piezo tubes are connected to z-offset,
where the output voltage is manually controlled by potentiometers allowing for a distance
compensation in z-direction of up to 728 nm. The z-scan signal is controlled by the distance
control loop and is connected to two piezos in a parallel arrangement in the center stack.
The maximum operating range is 187.2 nm in z-direction. A bias voltage can be applied
to the cantilever to compensate for long-range electrostatic interactions between tip and
sample.
For inertial motion, the ±X output of the SPM 100 is able to generate a sawtooth voltage
with 20 ms period and 130 V amplitude. The PPC 100 is used to apply this waveform on
the ±X1/2/3 or the ±Y1/2/3 electrodes for lateral coarse movement in x- or y-direction. For
coarse movement in z-direction as well as tip-sample approach, the signal ±X is mixed on
the ±X1/2/3 and ±Y1/2/3 electrodes in a way to generate a rotational movement.
Noise from the piezo electronics plays an important role in NC-AFM imaging and has,
therefore, to be considered and eliminated. While noise in the low frequency region mainly
contributes to a positioning uncertainty, noise contributions in a higher frequency region
covering the cantilever resonance frequency are critical for proper signal detection. Discrete
disturbances close to the resonance frequency may appear also in the frequency shift signal
(see Chapter 6) and, therefore, as disturbing oscillations in the image. If a spurious peak
is far enough away from the resonance, it can simply be suppressed by the filter of the
PLL system. Peaks in close distance to the resonance are critical, as the cantilever is more
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Figure 2.36: Schematic overview of the signal flow in system C. The piezo control outputs (±X,
±Y, z-offset, z-scan) of the SPM 100 have an operating range of ±130 V. The bias voltage can
be set to ±10 V. The piezos of the scan head have different sensitivities relating the applied
voltage to piezo expansion.

Figure 2.37: Schematic illustra-
tion of the UHV 750 scan head
layout and its wiring.
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sensitive for excitations close to the resonance. Smaller separations are even more critical,
as the cantilever becomes more sensitive for excitations close to its resonance frequency
and the PLL may fail to follow the actual resonance frequency of the cantilever. Ideally,
the noise in the displacement signal is limited to the thermal noise of the cantilever (see
Chapter 6). But white noise on the outputs of the piezo control electronics yields an
additional excitation of the cantilever. Effectively, this yields an additional excitation of
the cantilever similar to thermal excitation. The largest contribution of electrical noise
originates from the z-offset channel of the SPM 100 as illustrated in Fig. 2.38. Although

Figure 2.38: Measurements of the effective
displacement noise spectral density of the
thermally excited oscillation of a cantilever
with f0 = 66824 Hz and Q0 = 186000 with
additional excitation by electrical noise. The
z-mod cable is disconnected from the PLL
excitation signal. The piezo connections z-
scan, +X, −X, +Y and −Y are connected to
GND (see Figs. 2.36 and 2.37). The curves
are recorded for three different conditions of
the z-offset signal (set to 0 V, connected to
GND, set to 0 V with low-pass filter).

the piezo tubes are not directly connected to the cantilever (see Fig. 2.37), the presence
of the z-offset signal yields a deflection noise about three times larger than for thermal
excitation alone (all other piezos connected to GND). Considering that the thermally excited
displacement noise is described by the relation dzth ∝

√
kBT/k, this increased noise level

corresponds to a temperature of about 3000 K. Using T = 300 K, this would underestimate
the stiffness by a factor of 0.1. As the z-offset signal is only set manually and does not
require fast changes, a lowpass filter with a cutoff frequency of about 1 Hz can be placed
between the SPM 100 and the z-offset electrodes on the scan head (see Fig. 2.36). The
effect of this filter is illustrated in Fig. 2.38. With the 1 Hz lowpass filter, the measured
displacement noise spectral density is identical to the thermally excited displacement noise
spectral density measured with z-offset connected to GND. The purely thermal excitation
is highly important for the characterisation of cantilevers from thermal noise as is discussed
in Chapter 7. Having a line time of about 100 ms, the fast scan direction operates with
a frequency of about 10 Hz while the movement in the perpendicular direction is even
slower. The z-signal typically does not exceed a frequency of 1 kHz to follow the surface
corrugation. As the piezos have a capacity of approximately Cp = 5 nF, resistors can be
included in the signal lines to form first order lowpass filters with a cutoff frequency of

fc =
1

2πR · Cp
. (2.97)

In the present setup, the z-signal is filtered with a resistor R = 10 kΩ (fc = 3.18 kHz).
The x and y signals are filtered with resistors R = 33 kΩ (fc = 0.96 kHz). Technically, the
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latter filter is equipped with a switchable bypass of the resistors to allow for passing the
coarse motion sawtooth voltage.

2.6.4 Cantilever test chamber

The cantilever test chamber, described in more detail in Chapter 3, can be used to measure
cantilever resonance frequencies and their Q-factors under UHV conditions (see Fig. 2.39).
To allow for reusing the cantilevers in other NC-AFM systems, the cantilevers are mounted
using a clamping mechanism (see Fig. 2.33d). This does not require glueing the cantilever
support chip onto a specific holder. To measure the cantilever oscillation behaviour as a
function of pressure, a combined pirani/cold-cathode pressure gauge is used [72, 73]. The
electronics of this setup has initially been designed for frequencies ranging from 60 kHz
to 240 kHz. Accepting a significant loss of signal intensity, an operation from 10 kHz
up to 400 kHz is, however, possible. This range covers the eigenfrequencies of the most
commonly used cantilever types.

Figure 2.39: Exterior view of the test cham-
ber setup allowing to investigate the oscilla-
tion behaviour of NC-AFM cantilevers under
UHV conditions.

2.6.5 Scanning electron microscope (SEM)

Beside the characterisation of cantilever oscillation properties in the AFM system or the
test chamber setup, an analysis of cantilever dimensions is performed. Commercial silicon
cantilevers are typically pre-characterised by the manufacturer regarding the cantilever beam
dimensions where length l and width w are obtained by optical microscopy with uncertainties
of ∆l = 2.5 µm and ∆w = 1.5µm, respectively, while the thickness t is obtained by
laser interferometry with an uncertainty of ∆t = 0.2µm. As optical microscopy is limited
to a resolution in order of the wavelength of the visible light, it is not suitable for the
investigation of the cantilever tip shape and the determination of the tip radius. In contrast,
the scanning electron microscope (SEM) offers a resolution down to a few nanometers. The
SEM measurements presented in this thesis were performed on a commercial SEM (type
Auriga with Supra 55 technology, Carl Zeiss Microscopy GmbH, Jena, Germany) located
at the Hochschule Osnabrück (see Fig. 2.40a). To allow for an investigation of cantilever
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Figure 2.40: (a) Photograph of the SEM instrument located at the Hochschule Osnabrück.
(b) Camera view into the SEM chamber with a cantilever fixation for front view imaging.

tips before and after performing NC-AFM measurements, suitable adaptors were designed,
allowing to support the cantilevers glued on the AFM specific cantilever holder inside the
SEM chamber. The design allows for three different viewing angles. Therefore, the full size
and shape information of cantilevers can be obtained. Figure 2.40b shows an interior view
of the SEM chamber, one cantilever is visible in a front view perspective (see Fig. 2.41i for
the respective adaptor carrying a cantilever holder for system C). The SEM measurement
is performed at a base pressure of 10−6 mbar and an accelerating voltage of 3 kV. Utmost
care has to be taken in the precise alignment of the cantilever holder to obtain accurate
dimensional results. The top view of the full cantilever, as shown in Fig. 2.41b, allows to
determine the length and the mean width of the cantilever beam as l = 127 ± 7 µm and
w = 29 ± 2 µm in this example. The thickness of this cantilever beam is obtained from
the side view shown in Fig. 2.41(f) as t = 3.8 ± 0.2 µm. Although one might expect a
specifically high precision from a SEM measurement, the SEM measurement uncertainty is
similar or slightly larger than that of the dimensions given in the manufacturer’s datasheet.

The view of a macroscopic pyramidal tip as given by Fig. 2.41(c), (g) and (j) allows one
to estimate the tip mass. The determination of spring constant and resonance frequency
from cantilever dimensions under consideration of the tip mass is discussed in Chapter 5.
Highly resolved images of the tip apex as shown in Fig. 2.41(d), (h) and (l) are used for
an estimation of the tip radius, which is, e.g., required for the investigation of long-range
electrostatic and van-der-Waals tip-sample interactions.
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Figure 2.41: Cantilever AG 3 (type NCHPt, f0 = 239781 Hz) with PtIr coating glued on a
holder for system C investigated in the SEM. (a) SEM compatible holder allowing to obtain top
view images of a cantilever equipped with cantilever holder and glued cantilever. (b)-(d) top view
images with increasing magnification. (e) Holder for side view images. (f)-(h) side view images
with increasing magnification. (i) Holder for front view images. (j)-(l) front view images with
increasing magnification. (SEM images obtained by Bernd Walkenfort, Universität Osnabrück.)
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2.6.6 Static cantilever stiffness measurement

To verify the cantilever stiffness obtained from dimensional analysis, a static stiffness mea-
surement setup located at the Physikalisch-Technische Bundesanstalt (PTB, Braunschweig,
Germany) is used. For a measurement, a cantilever is glued its their support chip on stainless
a steel plate that is magnetically fixed to the stamp of a precision balance. The cantilever
is bent by an edge attached to a precision positioning unit while the force applied to the
cantilever is measured by the ultra-precision balance. The determination of the static stiff-
ness from the resulting force-bending curves yields an uncertainty better than ±5%. As
the tip is pressed against an edge, this method is tip destructive and can, therefore, only
applied after NC-AFM measurements. Measurements are performed under highly stabilised
ambient temperature, pressure and humidity conditions. This setup and the respective
measurements are described in detail in Chapter 5. It is also used as reference method for
the measurements presented in Chapter 7.

56



3 Achieving high effective Q-factors in
ultra-high vacuum dynamic force
microscopy

Original publication: Measurement Science and Technology 21, 125501 (2010)
available at http://dx.doi.org/10.1088/0957-0233/21/12/125501

J. Lübbe1, L. Tröger1, S. Torbrügge1, R. Bechstein1, C. Richter2, A. Kühnle3, M. Reichling1
1 Fachbereich Physik, Universität Osnabrück, Barbarastraße 7, 49076 Osnabrück, Germany
2 Nanoworld Services GmbH, Schottkystraße 10, 91058 Erlangen, Germany
3 Institut für Physikalische Chemie, Johannes Gutenberg-Universität Mainz, Jakob-Welder Weg
11, 55099 Mainz, Germany

Electronic mail: reichling@uos.de

Abstract
The effective Q-factor of the cantilever is one of the most important figures-of-merit for
a non-contact atomic force microscope (NC-AFM) operated in ultra-high vacuum (UHV).
We provide a comprehensive discussion of all effects influencing the Q-factor and compare
measured Q-factors to results from simulations based on the dimensions of the cantilevers.
We introduce a methodology to investigate in detail how the effective Q-factor depends
on the fixation technique of the cantilever. Fixation loss is identified as a most important
contribution in addition to the hitherto discussed effects and we describe a strategy for
avoiding fixation loss and obtaining high effective Q-factors in the force microscope. We
demonstrate for room temperature operation, that an optimum fixation yields an effective
Q-factor for the NC-AFM measurement in UHV that is equal to the intrinsic value of the
cantilever.
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Abstract
The resonance frequency and Q-factor of cantilevers typically used for non-contact atomic
force microscopy (NC-AFM) are measured as a function of the ambient pressure varied
from 10−8 mbar to normal pressure. The Q-factor is found to be almost constant up
to a pressure in the range of 10−2–10−1 mbar and then decreases by about three orders
of magnitude when increasing the pressure further to normal pressure. The decrease in
the resonance frequency measured over the same pressure range amounts to less than
1% where a significant change is observed in the range of 10–103 mbar. The pressure
dependence of the effective Q-factor and resonance frequency is approximated by analytical
models accounting for different processes in the molecular and viscous flow regimes. By
introducing a heuristic approach for describing the pressure dependence in the transition
regime, we are able to well approximate the cantilever properties over the entire pressure
range.
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Abstract
We demonstrate the non-destructive measurement of the stiffness of single-beam, monocrys-
talline silicon cantilevers with a trapezoidal cross-section and tips as used for atomic force
microscopy from the knowledge of cantilever dimensions, eigenfrequencies and material pa-
rameters. This yields stiffness values with an uncertainty of ±25% as the result critically
depends on the thickness of the cantilever that is experimentally difficult to determine. The
uncertainty is reduced to ±7% when the measured fundamental eigenfrequency is included
in the calculation and a tip mass correction is applied. The tip mass correction can be de-
termined from the eigenfrequencies of the fundamental and first harmonic modes. Results
are verified by tip destructive measurements of the stiffness with a precision instrument
recording a force-bending curve yielding an uncertainty better than ±5%.
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Abstract
The noise of the frequency shift signal ∆f in noncontact atomic force microscopy (NC-
AFM) consists of cantilever thermal noise, tip-surface-interaction noise and instrumen-
tal noise from the detection and signal processing systems. We investigate how the
displacement-noise spectral density dz at the input of the frequency demodulator propagates
to the frequency-shift-noise spectral density d∆f at the demodulator output in dependence
of cantilever properties and settings of the signal processing electronics in the limit of a
negligible tip-surface interaction and a measurement under ultrahigh-vacuum conditions.
For a quantification of the noise figures, we calibrate the cantilever displacement signal
and determine the transfer function of the signal-processing electronics. From the transfer
function and the measured dz, we predict d∆f for specific filter settings, a given level of
detection-system noise spectral density dzds and the cantilever-thermal-noise spectral den-
sity dzth. We find an excellent agreement between the calculated and measured values for
d∆f . Furthermore, we demonstrate that thermal noise in d∆f , defining the ultimate limit
in NC-AFM signal detection, can be kept low by a proper choice of the cantilever whereby
its Q-factor should be given most attention. A system with a low-noise signal detection
and a suitable cantilever, operated with appropriate filter and feedback-loop settings allows
room temperature NC-AFM measurements at a low thermal-noise limit with a significant
bandwidth.
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Abstract
We critically discuss the extraction of intrinsic cantilever properties, namely eigenfrequency
fn, quality factor Qn and specifically the stiffness kn of the nth cantilever oscillation mode
from thermal noise by an analysis of the power spectral density of displacement fluctuations
of the cantilever in contact with a thermal bath. The practical applicability of this approach
is demonstrated for several cantilevers with eigenfrequencies ranging from 50 kHz to 2 MHz.
As such an analysis requires a sophisticated spectral analysis, we introduce a new method to
determine kn from a spectral analysis of the demodulated oscillation signal of the excited
cantilever that can be performed in the frequency range of 10 Hz to 1 kHz regardless
of the eigenfrequency of the cantilever. We demonstrate that the latter method is in
particular useful for noncontact atomic force microscopy (NC-AFM) where the required
simple instrumentation for spectral analysis is available in most experimental systems.

65

http://dx.doi.org/10.3762/bjnano.4.23




8 Summary

Different methods for the determination of cantilever properties were investigated. The ap-
plied strategies include dimensional, static and dynamic measurements and benefits, draw-
backs as well as absolute errors were discussed. A key aspect is the determination of the
cantilever stiffness, which is essential for a quantitative NC-AFM data analysis including the
retrieval of the tip-surface interaction force and potential. In a second part, a systematic
analysis of the displacement noise in the cantilever oscillation detection was performed and
a special focus was on the thermally excited cantilever oscillation. The influence of NC-
AFM cantilever properties and experimental parameters on the total frequency shift noise
as a limiting factor of NC-AFM imaging and spectroscopy was studied. The findings were
utilised to describe optimum imaging parameters. Most interestingly, from this theory a
new method for the determination of the cantilever stiffness from a frequency shift noise
analysis was introduced for the first time.
The effective Q-factor of cantilevers, one of the most important figures-of-merit for NC-
AFM operation in UHV, was investigated. Intrinsic Q-factors were calculated from cantilever
dimensions and material properties. These calculations show that commercially available
high-quality cantilever generally have high intrinsic Q-factors. The best measured effec-
tive Q-factors in UHV are close to these intrinsic values, however, it was realised that
the Q-factor may be strongly reduced by unfavourable mounting of the cantilever. Gluing
the cantilever to the holder is the most reliable method to yield a high effective Q-factor,
while clamping yields large fluctuations unless utmost care in positioning the cantilever and
cleanliness of the cantilever and holder is taken. Taking the necessary care in mounting the
cantilever, it is possible to routinely obtain effective Q-factors in NC-AFM measurements
in UHV that are within a 20% margin of the intrinsic Q-factor. To be on the safe side, the
Q-factor should be verified for any cantilever mounted in the NC-AFM system as an ex-situ
characterisation of cantilevers cannot guarantee high Q-factors in the NC-AFM system.
The resonance frequency and the effective Q-factor of a cantilever depend on the ambient
pressure. Therefore, a measurement of both quantities starting from UHV up to normal
pressure was presented for four cantilevers differing in geometry. For all cantilevers, the
pressure dependence is well described by analytical models based on the physics of free
molecular and viscous flow. The introduction of a heuristic approach for describing the
pressure dependence in the transition regime allows one to well approximate the cantilever
properties over the entire pressure range from 10−8 to 103 mbar. The Q-factor is found
to be almost constant from UHV up to a pressure in the range of 10−2 to 10−1 mbar. A
further increase of the pressure to normal pressure yields a decrease of the Q-factor by up
to three orders of magnitude, depending on the cantilever dimensions. However, the shift

67



8 Summary

of the resonance frequency is less than 1% over the full pressure range under investigation,
where the only significant change is observed in the range of 10 to 103 mbar. Comparing
the results obtained under low-pressure with high-pressure conditions it became apparent
that measurements of Q-factors at ambient pressure conditions cannot give any reliable
information about the intrinsic Q-factor. However, a reliable prediction of the resonance
frequency is possible.
The stiffness of cantilevers with rectangular cross-sections can be calculated from their
dimensions and material parameters. This strategy was found to yield values kdim with
an uncertainty of ±25%. This method mainly suffers from the uncertainty of the can-
tilever thickness due to its difficult experimental determination. To remove the thickness
dependence from the stiffness calculation, the relation between the eigenfrequency of the
cantilever and its dimensions can be utilized. However, calculated eigenfrequencies are
typically overestimated by about 15% due to the additional mass of the tip at the end. A
tip mass correction is, therefore, required and is realised employing the eigenfrequencies of
the fundamental and first harmonic modes. Still, a limitation of the method are systematic
errors introduced by inhomogeneities in the cantilever cross-section or thickness caused by
disturbances during etching. The ultimate uncertainty in the determination of the stiffness
kdim,f0 from cantilever dimensions and eigenfrequencies is ±7%. Approximating the trape-
zoidal cross-section as being rectangular by using its mean width and ignoring the decrease
of Young’s modulus due the doping of silicon typically yields an overestimate of 3% for
kdim and an underestimate of 2.5% for kdim,f0 . Results are verified by tip-destructive static
measurements of the stiffness kstat with a precision instrument recording a force-bending
curve with an uncertainty better than ±5%.
The relation between the displacement noise in NC-AFM measurements and the correspond-
ing frequency shift noise at the output of the demodulator was investigated. Frequency shift
noise predictions based on demodulator transfer functions are found to be well reproduced
by experiments. For a quantitative analysis of the noise, a precise amplitude calibration of
the detection system is inevitable. The displacement noise of an NC-AFM system can be
measured directly with a spectrum analyser at the output of the detection system. The
thermal component of the displacement noise extracted from such spectra agrees well with
spectra derived from a model for thermal cantilever oscillation. The noise contribution of
the detection system can be obtained from the white noise floor of the measured spec-
trum. The knowledge of the detection system transfer functions allows one to predict the
frequency shift noise from the measured displacement noise. A measurement of the detec-
tion system noise floor from the frequency shift noise is possible and was presented herein
for the first time. While the former analysis requires a spectrum analyser with very high
resolution and an operating range including the eigenfrequency of the cantilever, the latter
procedure requires only a measurement of the frequency shift noise with a device covering
the frequency range between about 10 Hz and 10 kHz at moderate frequency resolution.
Therefore, a rather complete noise characterisation with a simple spectrum analyser as
integrated in many NC-AFM systems is possible for a fully calibrated system. The frame-
work of modelling noise in NC-AFM systems in combination with the experimental practice
developed here provides a clear guideline for system design and the choice of experimen-

68



tal parameters for thermal noise limited operation. The analysis shows that for a noise
optimised NC-AFM measurement, the suitable choice of the cantilever is most important.
Especially obtaining a high effective Q-factor should be given great attention to keep the
level of thermal noise to a minimum. The bandwidth of thermal noise limited operation is
determined by the noise generated in the detection system. By an appropriate choice of
PLL filter settings, one can make full use of this bandwidth without limiting the NC-AFM
signal while, at the same time, most efficiently eliminating most of the detection system
noise. It is found that with a technically optimised system and an appropriate choice of
experimental parameters, room temperature thermal noise limited NC-AFM measurements
over a bandwidth of typically 100 Hz are possible.

The aforementioned findings on thermal noise in the NC-AFM can be employed for the de-
termination of cantilever properties. Here, especially the stiffness is essential for a quantita-
tive analysis of any kind of NC-AFM force spectroscopy. The intrinsic cantilever properties
eigenfrequency, Q-factor and the stiffness for the nth oscillation mode can be obtained from
a calibrated spectrum of the thermally excited displacement noise spectral density measured
around the cantilever resonance. Using the previously found relations between displacement
noise and frequency shift noise, the stiffness can be obtained from a measurement of the
frequency shift noise spectral density in the frequency range of 10 Hz to 1 kHz at the
output of the demodulator if the cantilever eigenfrequency and the Q-factor are known.
These methods allow one to extract the modal stiffness for several eigenmodes of a can-
tilever without any knowledge of the cantilever dimensions and tip mass. Stiffness results
are compared to calculations based on the cantilever dimensions and reference experiments
based on an independent static stiffness measurement. The stiffness determination per-
formed directly from the displacement noise spectral density yields an error of about 10%
compared to the reference values while the stiffness determination from the frequency shift
noise spectral density yields uncertainties of about 20%. Modal stiffness values for higher
harmonics are verified within the framework of cantilever oscillation theory as the modal
stiffness can not be directly compared to static stiffness values. Measurements reveal a
strong influence of the tip mass on the modal stiffness of higher harmonic eigenmodes.

It was experimentally shown that additional frequency shift noise contributions in the fre-
quency range of 10 Hz to 1 kHz appear at a close tip-sample distance. This additional noise
can be modeled by consideration of the coupling of PLL, amplitude and distance feedback
loops. The simulations illustrate that high Q-factors may yield a lower frequency shift
noise, but are more critical regarding the feedback settings and the excitation of spurious
oscillations.
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